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Sample Summary 

IAL Case No. Client JMC Environmental Consultants 

E13-12303 I Project ARSYNCO 

Received On 12/11/2013@16:25 

#of 

LabiD Client Samf!.le ID Def!.lh To[!IBottom Same.fing_ Time Matrix Container 

12303-001 U-52(0-1.0) 0/1.0 12/1112013@10:35 Soil 1 

12303-002 U-52( 1 .0-2.0) 1.0/2.0 1211112013@1 0:36 Soil 

12303-003 U-52(2.0-3.0) 2.013.0 12/1112013@10:38 Soil 

12303-004 T-52(0-1 .0) 0/1.0 12/1112013@11 :20 Soil 

I 2303-005 T-52( l .0-2.0) 1.0/2.0 12/1112013@11:21 Soil 

12303-006 T-52(2.0-3.0) 2.0/3.0 12/11/2013@11 :23 Soil 

12303-007 S-52(0-1.0) 0/1.0 12/1112013@11:45 Soil 

12303-008 S-52(1.0-2.0) 1.0/2.0 12/1112013@11:47 Soil 

12303-009 S-52(2.0-3.0) 2.0/3.0 12/11/2013@11:49 Soil 

12303-010 R-52(0-1.0) 0/1.0 12/1112013@11:57 Soil 

12303-011 R-52(1.0-2.0) 1.0/2.0 12/1112013@11 :59 Soil 

12303-012 R-52(2.0-3.0) 2.0/3.0 12/11/2013@12:01 Soil 

12303-013 Z-50(0-1.0) 0/1.0 12/11/2013@14:10 Soil 

12303-014 Z-50(1.0-2.0) 1.0/2.0 12/11/2013@14:12 Soil 

12303-015 Z-50(2.0-3.0) 2.0/3.0 12/1112013@14:15 Soil I 

12303-016 Y-50(0-1.0) 0/1.0 12/1112013@14:42 Soil 1 

12303-017 Y-50(1.0-2.0) 1.012.0 12/1112013@14:44 Soil 

12303-018 y -50(2.fl-3.0) 2.0/3.0 12/11/2013@14:46 Soil 

12303-019 FB-43 nla 12111/2013@15:08 Aqueous 2 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

DEFINITIONS I QUALIFIERS 

DATA QUALIFIERS 

~ Indicates the analyte was found in the associated method blank as well as in the sample. 
It indicates probable laboratory contamination. 

!"< Indicates analyte is a common laboratory contaminant. 

Q Indicates analyte was reported from diluted analysis. 

~ Identifies a compound concentration that exceeds the upper level of the calibration range 

of the instrument. 

,! Indicates an estimated value. This flag is used when the concentration in the sample 
is below the RL but above the MDL or for qualification of tentatively identified compounds. 

~ Presumptive evidence of a compound from the use of GC/MS library search. 

~ Indicates samples analyzed for total and dissolved metals differ at :520% RPD. 

?; Indicates internal standard failure. Sample results are either biased high or biased low. 

REPORTING DEFINITIONS 

RL Reporting Limit. The RL is determined by the lowest concentration in the calibration 
curve. For most Wet Chemistry methods. the RL is defined by using the PQL. 

MDL Method Detection Limit as determined according to 40CFR Part 136 Appendix B. 

PQL Practical Quantitation Limit. Usually defined as a value 3-5 times the MDL. 

NO Indicates analyte was analyzed for but not detected above the MDL. 

DF Dilufion Factor 

LCS Laboratory Control Sample 

LCSD Laboratory Control Sample Duplicate 

MS Matrix Spike 

MSD Matrix Spike Duplicate 

DUP Duplicate 

El3-l2303 OOOl 



CONFORMANCE I NON-CONFORMANCE SUMMARIES 

------------
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

CONFORMANCE/NONCONFORMANCESUMMARY 

Integrated Analytical Laboratories, LLC. received one (1) aqueous and eighteen (18) soil 

sample(s) from JMC Environmental Consultants (IAL SDG # E13-12303, Project: ARSYNCO) on 
December 11, 2013 for the analysis of: 

(10) TCL PCB 

A review of the QA/QC measures for the analysis of the sample(s) contained in this report 
has been performed by: 

Date 

El3-l2303 0003 



SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E13-12303 

PCB By8082A 

Batch 10: 131213-08 Matrix: Aqueous 

QC 

E13-12303 

- Calibration Curve met QC criteria. 

- Surrogate Percent Recovery met QC criteria. 

- Method Blank met QC criteria. 

- LCS Percent Recovery met QC criteria. 

- MS/MSD Percent Recovery mel QC criteria. 

- RPD between MS/MSD met QC criteria. 

- The following samples were cleaned up using method 36608 to remove sulfur: 019 

- All samples were extracted within holding time. 

- All samples were analyzed within holding time. 

- Retention Time Shift met QC criteria. 

- No dilution was performed for sample 019. 
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SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E13-12303 

PCB By8082A 

Batch ID: 131212-05 Matrix: Soil 

QC 

E13-12303 

- Calibration Curve met QC criteria. 

- Surrogate Percent Recovery met QC criteria. 

- Method Blank met QC criteria. 

- LCS Percent Recovery met QC criteria. 

- MS/MSD Percent Recovery met QC criteria. 

- RPD between MS/MSD met QC criteria. 

- The following samples were cleaned up using method 36606 to remove sulfur: 001, 002, 003, 004, 
005,006,007,008,009,010,011,012,013,014,015,016,017,018 

- All samples were extracted within holding time. 

- All samples were analyzed within holding time. 

- Retention Time Shift met QC criteria. 

- No dilution was performed for samples 001,002,004,007,010,013,014,016. Sample 017 was diluted 
40x for target compound. 
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SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E13-12303 

PCB By 8082A 

Batch ID: 131212-05 Matrix: Soil 

QC 

E13-12303 

- Calibration Curve met QC criteria. 

- Surrogate Percent Recovery mel QC criteria. 

- Method Blank met QC criteria. 

- LCS Percent Recovery met QC criteria. 

- MS/MSD Percent Recovery met QC criteria. 

- RPD between MS/MSD met QC criteria. 

- The following samples were cleaned up using method 36608 to remove sulfur: 001, 002, 003, 004, 
005,006,007,008,009,010,011,012,013,014,015,016,017,018 

- All samples were extracted within holding time. 

- All samples were analyzed within holding time. 

Retention Time Shift met QC criteria. 

- No dilution was performed for samples 001,004,007,010,013,014,016. 
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SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E13-12303 

PCB By 8082A 

Batch ID: 131212-05 Matrix: Soil 

QC 

E13-12303 

- Calibration Curve met QC criteria. 

- Surrogate Percent Recovery met QC criteria. 

- Method Blank met QC criteria. 

- LCS Percent Recovery met QC criteria. 

- MS/MSD Percent Recovery met QC criteria. 

- RPD between MS/MSD met QC criteria. 

- The following samples were cleaned up using method 36608 to remove sulfur: 001, 002, 003, 004, 
005,006,007,008,009,010,011,012,013,014,015,016,017,018 

- All samples were extracted within holding time_ 

- All samples were analyzed within holding time. 

- Retention Time Shift met QC criteria. 

- No dilution was performed for samples 001,004,007,010,013,016. 
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RESULTS SUMMARY REPORT 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

SUMMARY REPORT 
Client: JMC Environmental Consultants 

Project: ARSYNCO 
Lab Case No.: E13-12303 

PARAMETER(Units) 

PCB's (Units) 

Aroclor-1 016 
Aroclor-1221 
A roc\ or -123 2 
Aroclor-1242 
Aroclor-1248 
Aroe1or-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

PARAMETER(Units) 

PCB's (Units) 

Aroclor -1016 
Aroclor -1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

PARAMETER(Units) 

PCB's (Units) 

Aroclor-1016 
Aroclor -1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

Lab ID: 
Client ID: 

Matrix:, 
Sampled Date 

Lab ID: 
Client ID: 

Depth: 
Matrix:i 

Sampled Date I 
i 

~ab!I>=! 
Client ID: 

Depth: 
Matrix: 

Sampled Date 

i 

' 
I 

12303-019 
FB-43 

Aqueous 
12/11/13 

Cone Q MDL 

(mg!L) 

ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 

12303-001 
U-52(0-1.0) 

0/1.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

ND 0.047 
ND 0 047 
ND 0.047 
ND 0.047 
3.97 0.047 
ND 0.047 
ND 0.047 
ND 0.047 
ND 0.047 
3.97 0.047 

12303-005 
T -52(1.0-2.0) 

1.0/2.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

- -
- -
- -
- -
- -
- -
- -
- -
- -
- -

ND ~Analyzed for but Not Detected at the MDL 
-Sample not analyzed for 

I 

I 

12303-002 
U-52(1.0-2.0) 

1.0/2.0 
Soil 

12/11/13 
Cone Q MDL 

(mg!Kg) 

ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 

12303-006 
T -52(2.0-3.0) 

2.0/3.0 
Soil 

12111/13 
Cone Q MDL 1 

(mg!Kg) 

- -
- -
- -
- -
- -
- -
- -
- -
- -
- -

12303-003 
U-52(2.0-3.0) 

2.0/3.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

12303-007 
-- ------- --- ---

S-52(0-1.0) 
0/1.0 
Soil 

12/11113 
Cone Q MDL 

(mg/Kg) 

ND 0.051 
ND 0.051 
ND 0.051 
ND 0.051 
1.94 0.051 
1.98 0.051 
ND 0.051 
ND 0.051 
ND 0.051 
3.92 0.051 

12303-004 
T -52(0-1.0) 

0/1.0 
Soil 

12/11/13 
Cone Q MDL 

(mg!Kg) 

ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 

I 
12303-008 I 

- -- ----------- ·j 

S-52(1.0-2.0) 

i 
1.0/2.0 

Soil 
12/11!13 

Cone Q MDL 

(mg!Kg) 

- -
- -
- -
- -
- -
- -
- -
- -
- -
- -
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

PARAMETER(Units) 

PCB's (Units) 
Aroclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclm -1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

PARAMETER Units) 

PCB's (Units) 
Aroclor-1016 
Aroclor-1221 
Aroe1or-1232 
Aroclor-1242 
A I 1248 roc or-
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

PARAMETER(Units) 

PCB's (Units) 
Aroclor-1 016 
Aroclor -1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

LabiD:, 
ClientiD: 

Depth: 
Matrix: 

Sampled Date 

I 

Lab ID:I 
Client ID:, 

Deptb: 
Matrix:j 

Sampled Date I 

i 

Lab ID: 
---- ----

Client ID: 
Depth: 

1 

Matrix: 
Sampled Date, 

I 

SUMMARY REPORT 
Client: JMC Environmental Consultants 

Project: ARSYNCO 
J"ab Case No.: El3-12303 

12303-009 12303-010 
S-52(2.0-3.0) R-52(0-1.0) 

2.0/3.0 0/1.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

12303-013 
Z-50(0-1.0) 

0/1.0 
Soil 

12/11113 
Cone Q MDL 

(mg/Kg) 

ND 0.065 
ND 0.065 
ND 0.065 
ND 0.065 
211 0065 
ND 0.065 
ND 0.065 
ND 0.065 
ND 0.065 
2.11 0.065 

12303-017 
Y-so(f.0-2.0) 

Cone 

ND 
ND 
ND 
ND 
126 
ND 
ND 
ND 
ND 
126 

1.0/2.0 
Soil 

12/11/13 
Q 

(mg/Kg) 

D 

MDL 

0.010 
0.010 
0.010 
0.010 
0.842 
0.010 
0.010 
0.010 
0.010 

D 0.842 

I 

Soil 
12/11113 

Cone Q MDL 

(mg/Kg) 

ND 0.020 
ND 0.020 
ND 0.020 
ND 0.020 

0.118 0.020 
0.220 0.020 
ND 0.020 
ND 0.020 
ND 0.020 

0.338 0.020 

12303-014 
Z-50(1.0-2.0) 

1.0/2.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

ND 0.091 
ND 0.091 
ND 0.091 
ND 0.091 

0172 0091 
ND 0.091 
ND 0.091 
ND 0.091 
ND 0.091 

0.172 0.091 

12303-018 
y -50(2.0-3.0) 

2.0/3.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

- -
- -
- -
- -
- -- -

ND ~Analyzed for but Not Detected at the MDL 
D ~ The compound was reported from the Diluted analysis 
-Sample not analyzed for 

I 
I 

' 

12303-011 
R-52(1.0-2.0) 

1.0/2.0 
Soil 

12/11/13 
Cone Q MDL 1 

(mg/Kg) 

12303-015 
Z-50(2.0-3.0) 

2.0/3.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

- -
- -
- -
- -
- -
- -

El3-l2303 

12303-012 
R-52(2.0-3.0) 

2.0/3.0 
Soil 

12/11/13 
Cone Q MDL · 

(mg/Kg) 

12303-016 
y -50(0-1.0) 

0/1.0 
Soil 

12/11/13 
Cone Q MDL 

(mg/Kg) 

ND 0.054 
ND 0.054 
ND 0.054 
ND 0.054 
4 70 0 054 
ND 0.054 
ND 0.054 
ND 0.054 

1 

ND 0.054 1 

4.70 o.o54 1 

OOlO 



ANALYTICAL RESULTS 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab 10: Ei3-12303-00I 
Client 10: U-52(0-1 
Date Received: 12/1112013 
Date Extracted: 12/12/2013 
Date Analyzed: 12112/2013 
Data file: R5887.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroc1or-1232 
Aroclor-1242 
Arocior- I248 
Aroclor- I 254 
Aroclor- I 260 
Arocior- I 262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 
J -- Value Less than RL & great than MDL 
E ... Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
NO 
NO 
ND 
3.97 
NO 
NO 
NO 
NO 

3.97 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.36g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 68.2 

RL MDL 

0.117 0.047 
0.117 0.047 
0.117 0.047 
0.117 0.047 
0.117 0.047 
0.117 0.047 
0.117 0.047 
0.117 0.047 
0.117 0.047 

0.117 0.047 

B --- Compound detected in Blank 
C - Common laboratory contamination 

El3-l2303 00l2 



INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: EB-12303-002 
Client ID: U-52(1.0 
Date Received: 12/11/2 013 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/2013 
Data file: R5888.D 

Compound 

Aroclor-1016 
Aroc1or-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D - Diluijon Performed 
J ---Value Less than RL & greater than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

NO 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.54g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 25.6 

RL MDL 

0.049 0.019 
0.049 0.019 
0.049 0.019 
0.049 0.019 
0.049 0.019 
0.049 0.019 
0.049 0.019 
0.049 0.019 
0.049 0.019 

0.049 0.019 

B --- Compound detected in Blank 
C - Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: El3-12303-004 
Client ID: T-52(0-1 
Date Received: 12/11/2013 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/2013 
Data file: R5890.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D - Dilution Performed 

J --- Value Less than RL & great than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.18g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: 1 
%Moisture: 23.4 

RL MDL 

0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 

0.050 0.020 

B - Compound detected in Blank 

C -- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: £13-12303-007 
Client ID: S-52(0-1 
Date Received: 12/11/2013 
Date Extracted: 12/1212013 
Date Analyzed: 12/1212013 
Data file: R5893.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroc1or-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D -- Dilution Performed 
J ---Value Less than RL & great than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
1.94 
1.98 
ND 
ND 
ND 

3.92 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.64g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: 1 
%Moisture: 72.1 

RL MDL 

0.127 0.051 
0.127 0.051 
0.127 0.051 
0.127 0.051 
0.127 0.051 
0.127 0.051 
0.127 0.051 
0.127 0.051 
0.127 0.051 

0.127 0.051 

B --- Compound detected in Blank 
C -- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: E13-12303-0IO 
Client ID: R-52(0-1 
Date Received: 12/1112013 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/2013 
Data file: R5896.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D -- Dilution Performed 
J - Value Less than RL & great than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 

0.118 
0.220 
ND 
ND 
ND 

0.338 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.51g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 29.0 

RL MDL 

0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 
0.051 0.020 

0.051 0.020 

B -- Compound detected in Blank 
C - Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: El3-12303-013 
Client ID: Z-50(0-1 
Date Received: 12/11/20 13 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/20 13 
Data file: R5899.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroc1or-1268 

PCBs 

D - Dilution Performed 
J ---Value Less than RL & great than MDL 
E -- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
2.11 
ND 
ND 
ND 
ND 

2.11 

Page 1 of 1 

Q 

GC Column: DB-5/DBI701P 
Sample wt/vol: 5.92g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 79.3 

RL MDL 

0.163 0.065 
0.163 0.065 
0.163 0.065 
0.163 0.065 
0.163 0.065 
0.163 0.065 
0.163 0.065 
0.163 0.065 
0.163 0.065 

0.163 0.065 

B - Compound detected in Blank 
c -- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: E13-12303-014 
Client ID: Z-50(1.0 
Date Received: 12/11/2013 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/2013 
Data file: R5 900 .D 

Compound 

Aroclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroc1or-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D - Dilution Performed 
J --- Value Less than RL & greater than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 

0.172 
ND 
ND 
ND 
ND 

0.172 

Page 1 of 1 
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GC Column: DB-5/DB1701P 
Sample wt/vol: 5.27g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: l 
%Moisture: 83.3 

RL MDL 

0.227 0.091 
0.227 0.091 
0.227 0.091 
0.227 0.091 
0.227 0.091 
0.227 0.091 
0.227 0.091 
0.227 0.091 
0.227 0.091 

0.227 0.091 

8 --- Compound detected in Blank 

C --- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: E13-12303-016 
Client ID: Y-50(0-1 
Date Received: 12/1112013 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/2013 
Data file: R5902.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 
J ---Value Less than RL & great than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
4.70 
ND 
ND 
ND 
ND 

4.70 

Page 1 of 1 
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GC Column: DB-5/DB1701P 
Sample wt/vol: 5.75g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: 74.1 

RL MDL 

0.134 0.054 
0.134 0.054 
0.134 0.054 
0.134 0.054 
0.134 0.054 
0.134 0.054 
0.134 0.054 
0.134 0.054 
0.134 0.054 

0.134 0.054 

B - Compound detected in Blank 

C --- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: El3-12303-017 
Client ID: Y-50(1.0 
Date Received: 12/11/2013 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/2014 
Data file: R5903.D 

Compound 

Aroclor-10 16 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 

J --Value Less than RL & greater than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
NO 
NO 
NO 
80.2 
NO 
NO 
NO 
ND 

80.2 

Page 1 of 1 
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E 

E 

GC Column: DB-5/DB1701P 
Sample wt/vol: 5.67g 
Matrix-Units: Soil-mg!Kg 
Dilution Factor: 1 
%Moisture: 33.0 

RL MDL 

0.053 0.010 
0.053 0.010 
0.053 0.010 
0.053 0.010 
0.053 0.010 
0.053 0.010 
0.053 0.010 
0.053 0.010 
0.053 0.010 

0.053 0.010 

B --- Compound detected in Blank 
C --- Common laboratory contamination 
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INTEGRATED ANALYTICAL LADORA TORIES 

Lab ID: El3-12303-017DL 
Client ID: Y-50(1.0 
Date Received: 1211112013 
Date Extracted: 1211212013 
Date Analyzed: 1211212013 
Data file: R5915.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D - Dilution Performed 
J - Value Less than RL & greater than MDL 
E - Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
126 
ND 
ND 
NO 
ND 

126 

Page 1 of 1 
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D 

D 

GC Column: DB-5/DBI701P 
Sample wt/vol: 5.67g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: 40 
%Moisture: 33.0 

RL MDL 

2.11 0.842 
2.11 0.842 
2.11 0.842 
2.11 0.842 
2.11 0.842 
2.11 0.842 
2.11 0.842 
2.11 0.842 
2.11 0.842 

2.11 0.842 

B -- Compound detected in Blank 
C --- Common laboratory contamination 
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INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: El3-12303-019 
Client ID: FB-43 
Date Received: 12/11/2013 

Date Extracted: 12/13/2013 
Date Analyzed: 12/16/2013 
Data file: Y3533.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D ··-Dilution Performed 

J ---Value Less than RL & greater than MDL 

E ---Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wt/vol: I OOOml 
Matrix-Units: Aqueous-mg!L (ppm) 
Dilution Factor: 1 
%Moisture: 100 

RL MDL 

0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 
0 00005 0.00002 
0.00005 0.00002 
0.00005 0.00002 

0.00005 0.00002 

8 ---Compound detected in Blank 

C ---Common laboratory contamination 
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PCB DATA 
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PCB QC SUMMARY 
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PCB SURROGATE PERCENT RECOVERY SUMMARY 

Date Analyzed: 12/12/2013 

Lab TCMX l DCB l TCMX 2 DCB 2 

Client ID Sample ID Matrix o/o rec # 0/o rec # 0/o rec # % rec # 

PCB BLKS131212-05 SOIL 107 101 106 108 

PCB LCSS131212-05 SOIL 107 100 106 102 

ABBOTT_F El3-12286-00I SOLID 106 101 104 101 

ABBOTT_S E 13-12286-002 SOLID 104 106 103 110 

U-52(0-1 El3-12303-001 SOIL 127 106 121 126 

U-52(1.0 El3-12303-002 SOIL 116 112 111 125 

U-52(2.0 EI3-12303-003 SOIL 116 106 112 112 

T-52(0-1 E13-12303-004 SOIL 114 105 110 102 

T-52(1.0 E\3-12303-005 SOIL 113 99 109 109 

T-52(2.0 E 13-12303-006 SOIL 153 M 134 150 138 

S-52(0-1 E13-12303-007 SOIL 137 115 131 124 

S-52(1.0 EI3-12303-008 SOIL 146 142 142 144 

S-52(2.0 E\3-12303-009 SOIL 150 144 148 148 

R-52(0-1 El3-12303-010 SOIL 118 105 113 105 

R-52(1.0 E13-12303-0II SOIL 111 122 106 104 

R-52(2.0 E\3-12303-012 SOIL 114 127 109 120 

Z-50(0-1 E\3-12303-013 SOIL 146 117 139 128 

Z-50(1.0 EI3-12303-014 SOIL 148 137 143 129 

Z-50(2.0 EB-12303-015 SOIL 149 143 144 143 

Y-50(0-1 E13-12303-016 SOIL 130 112 124 128 

Y-50(1.0 EI3-12303-017 SOIL 109 116 97 130 

PCB 12303-004MS SOIL 112 118 104 12:2 

PCB 12303-004MSD SOIL 115 103 107 97 

Y-50(2.0 E13-12303-018 SOIL 120 120 114 115 

Y-50(1.0 E13-12303-017DL SOIL 148 132 124 132 

Surrogate QC Limits Soil Agueous/Leachate 

TCMX = Tetrachloro-m-xylene 30-150 30-150 

DCB = Decachlorobiphenyl 30-150 30-150 

# Column to be used to flag recovery values 
• Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 
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PCBSURROGATEPERCENTRECOVERYSUMMARY 

Date Analyzed: 12116/2013 

Lab 

Client ID Sample 10 

PCB BLKA131213-08 

PCB LCSAI31213-08 

WEIR STA El3-12252-00I 

PCB 12252-00 I MS 

PCB 12252-00IMSD 

FB-42 E 13-12226-013 

DRUM E13-12236-00I 

FB E13-12314-0ll 

FB-43 El3-l2303-019 

FB El3-12261-015 

Surrogate QC Limits 
TCMX = Tetrachloro-m-xylene 
DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
• Values outside of QC limits 
D Surrogate diluted out 
M Matrix interference 

Matrix 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

TCMX 1 
o/o rec 

123 

116 

85 

100 

102 
117 

112 

126 

117 

126 

Soil 
30-150 

30-150 

# 

DCB 1 TCMX 2 
0/o rec # 0/o rec 

77 132 

82 121 

65 89 

75 106 

73 107 

75 124 

84 118 

80 134 

74 124 

80 132 

Aqueous/Leachate 
30-150 

30-150 

# 

El3-l2303 

DCB 2 
0/o rec # 

82 

77 
70 

74 

72 
82 

90 

81 

75 

81 
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SOIL PCB LCS ACCURACY RECOVERY 

Matrix spike Lab sample ID: LCSS131212-05 

SPIKE SAMPLE 

Compound ADDED CONC. 

(ug/Kg) (ug/Kg) 

Aroclor-1016 500.0 0.0 

Aroclor-1260 500.0 0.0 

# Column to be used to flag recovery and RPD values with an asterisk 

* Values outside ofQC limits 

NC Non calculable 

Spike Recovery: _0_ out of_2_ outside limits 

MS MS 

CON C. % 

(ug/Kg) REC 

517.0 103 

597.6 120 

El3-l2303 

QC 

LIMITS 

# REC. 

40 - 140 

40 - 140 
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AQUEOUSPCBLCSACCURACYRECOVERY 

Matrix spike Lab sample ID: LCSA13l213-08 

SPIKE SAMPLE MS 
Compound ADDED CON C. CONC. 

(ug!L) (ug/L) (ug!L) 

Aroclor-1016 500.0 00 480.8 

Aroclor-1260 500.0 0.0 466.7 

# Column to be used to tlag recovery and RPD values with an asterisk 
* Values outside of QC limits 

NC Non calculable 

Spike Recovery: _ 0_ out of_ 2 _outside limits 

MS 

% 

REC 

96 

93 

El3-l2303 

QC 

LIMITS 

# REC. 

40 - 140 

40 - 140 
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SOIL PCB MS/MSD ACCURACY RECOVERY 

Matrix spike Lab sample ID: El3-12303-004 

SPIKE SAMPLE 
Compound ADDED CONC. 

(ug/Kg) (ug/Kg) 

Aroclor-1016 500.0 0.0 
Aroclor-1260 500.0 0.0 

SAMPLE MSD 
Compound CONC. CONC. 

(ug/Kg) (ug/Kg) # 

Aroclor-1016 0.0 506.2 
Aroclor-1260 0.0 559.8 

# Column to be used to flag recovery and RPD values with an asterisk 
* Values outside of QC limits 
NC Non calculable 

RPD: _ 0_ out of_ 2_ outside limits 

Spike Recovery: _0_ out of_4_ outside limits 

MS MS QC 
CON C. % LIMITS 

(ug/Kg) REC # REC. 

502.6 101 40 - 140 

551.5 110 40 - 140 

MSD 
% % QCLIMITS 

REC RPD # RPD REC. 
101 0 50 40 - 140 
112 2 50 40 - 140 

. 
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AQUEOUS PCB MS/MSD ACCURACY RECOVERY 

Matrix spike Lab sample ID: El3-12252-00I 

SPIKE SAMPLE MS 
Compound ADDED CONC. CONC. 

(ug/L) (ug/L) (ug/L) 
Aroclor-1016 500.0 0.0 481 3 
Aroclor-1260 500.0 00 484.8 

SAMPLE MSD MSD 
Compound CONC. CONC. % 

(ug/L) (ug/L) # REC 
Aroclor-1016 0.0 450 8 90 
Aroclor-1260 0.0 451.0 90 

# Column to be used to flag recovery and RPD values with an asterisk 
* Values outside ofQC limits 
NC Non calculable 

RPD: 0 out of 2 outside limits 

Spike Recovery: _0_ out of_ 4_ outside limits 

% 

RPO # 

6 

7 

MS QC 

% LIMITS 

REC II REC. 

96 40 - 140 

97 40 - 140 

QC LIMITS 

RPO REC. 
50 40 - 140 

50 40 - 140 
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PCB METHOD BLANK SUMMARY 

Lab File ID: R5882.D Instrument ID: GC-R 

Date Extracted: 12/12/2013 Matrix: SOIL 

Date Analyzed: 12/12/2013 Time Analyzed: 16:18 

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES, LCS or LCSD, MS or MSD: 

Date Time 
Client ID Lab Sample ID Analyzed Analyzed 

PCB LCSS131212-05 12/12/2013 16:35 
ABBOTT F E13-12286-001 12112/2013 16:52 

ABBOTT_S E 13-12286-002 12112/2013 17:10 
U-52(0-1 E13-12303-001 12/1212013 18:02 
U-52(1.0 E 13-12303-002 1211212013 18:19 
U-52(2.0 E 13-12303-003 12/1212013 18:37 
T-52(0-1 E 13-12303-004 12/12/2013 18:54 
T-52(1.0 E 13-12303-005 12112/2013 19:12 
T-52(2.0 E 13-12303-006 12/12/2013 19:29 
S-52(0-1 E 13-12303-007 12/12/2013 19:46 
S-52(1.0 E 13-12303-008 12/12/2013 20:04 
S-52(2.0 E 13-12303-009 12/1212013 20:21 

R-52(0-1 E13-12303-010 12/12/2013 20:39 
R-52(1.0 E13-12303-011 12/1212013 20:56 

R-52(2.0 E13-12303-012 12/12/2013 21:14 

Z-50(0-1 E13-12303-013 12/12/2013 21:31 

Z-50(1.0 E13-12303-014 12/12/2013 21:48 

Z-50(2.0 E13-12303-015 12/12/2013 22:06 

Y-50(0-1 E13-12303-016 12/12/2013 22:23 

Y-50(1.0 E13-12303-017 12/12/2013 22:40 
PCB 12303-004MS 12/12/2013 23:15 

PCB 12303-004MSD 12/12/2013 23:33 

Y-50(2.0 E13-12303-018 12/13/2013 10:08 

Y-50(1.0 E 13-12303-0 17DL 12113/2013 II: 18 
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PCB METHOD BLANK SUMMARY 

Lab File ID: Y3525.D Instrument ID: GC-Y 

Date Extracted: 12/13/2013 Matrix: AQUEOUS 

Date Analyzed: 12/16/2013 Time Analyzed: 10:54 

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES, LCS or LCSD, MS or MSD: 

Date Time 
Client ID Lab Sample ID Analyzed Analy.ted 
PCB LCSA 131213-08 12116/2013 11 : 11 
WEIR_STA E 13-12252-001 12116/2013 I 1;28 
PCB 12252-001 MS 12/16/2013 11:46 
PCB 12252-001 MSD 12116/2013 12:03 
FB-42 E 13-12226-013 12/16/2013 12:20 
DRUM E 13-12236-001 12/16/20 !3 12:38 
FB E13-12314-011 !211 6/2013 !2:55 
FB-43 E 13-12303-019 !2116/20!3 13:12 
FB E13-12261-015 12/16/2013 13:30 
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AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 12/12/2013 Instrument ID: 

GC Column (1st): DB-5 

Data File: R5872.D R5871.D R5870.D R5869.D R5868.D 

RT OF STANDARDS MEAN RTWINDOW 
Compound 10 50 500 1000 2000 RT FROM TO 
Aroclor-1016 ::s.:w 3.20 3.20 J.Z~ 3.20 J.20 J.lJ 3.27 
Aroclor-1016 {2} 4.03 4.03 4.03 4.03 4.03 4.03 3.96 4.10 
Aroclor-1016 {3} 4.58 4.58 4.58 4.58 4.58 4.58 4.51 4.65 
Aroclor-1016 {4} 5.09 5.09 5.09 5.09 5.09 5.09 5.02 5.16 
Aroclor-1016 {5} 5.49 5.49 5.49 5.49 5.49 5.49 5.42 5.56 
Aroclor-1221 2.11 2.04 2.18 
Aroclor-1221 {2} 3.00 2.93 3.07 
Aroclor-1221 {3} 3.12 3.05 3.19 
Aroclor-1221 {4} 3.20 3.13 3.27 
Aroclor-1221 {5} 3.79 3.72 3.86 

Aroclor-1232 3.20 3.13 3.27 
Aroclor-1232 {2} 4.03 3.96 4.10 
Aroclor-1232 {3} 4.70 4.63 4.77 
Aroclor-1232 {4} 5.29 5.22 5.36 
Aroclor-1232 {5} 5.49 5.42 5.56 
Aroclor-1242 4.03 3.96 4.10 
Aroclor-1242 {2} 4.97 4.90 5.04 
Aroclor-1242 {3) 5.29 5.22 5.36 
Aroclor-1242 {4} 6.00 5.93 6.07 
Aroclor-1242 {5) 6.27 6.20 6.34 
Aroclor-1248 4.43 4.35 4.51 
Aroclor-1248 {2} 4.i:l( 4.l:li:l o.uo 
Aroclor-1248 {3} 5.29 5.21 5.37 
Aroclor-1248 {4} 6.00 5.92 6.08 
Aroclor-1248 {5} 6.28 6.20 6.36 
IJ\:roclor-1!54 . . 6.39 6.31 . 6.47 
Aroclor-1254 {2} 6.83 6.75 6.91 
Aroclor-1254 {3} 7.00 6.91 7.09 
Aroclor-1254 {4} 7.46 7.37 7.55 
Aroclor-1254 {5} 8.30 8.21 8.39 
Aroclor-1260 8.31 8.31 8.30 8.29 8.29 8.30 7.40 9.20 
Aroclor-1260 {2} · 8.97 8.97 8.97 8.97 8.96 8.97 8.07 9.87 
Aroclor-1260 {3} 9.46 9.46 9.45 9.45 9.45 9.46 8.56 10.36 
Aroclor-1260 {4} 9.95 9.95 9.95 9.94 9.94 9.94 9.04 10.84 
Aroclor-1260 {5} ll.Ul ll.Ul ll.Ul 11.UU ll.UU 11.Ul 1U.11 11.\::11 
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AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 12/12/2013 Instrument ID: 
GC Column (lst): 

Data File: R5872.D R587l.D R5870.D R5869.D R5868.D 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN %RSD 
Aroclor-1016 auo17 23816_! 771 -~ 197_653 192101 LlJ~lf 8.82 
Aroclor-1016 {2} 294180 322783 301202 273321 265702 291438 7.82 
Aroclor-1016 {3} 378630 413636 390097 353223 344904 376098 7.41 
Aroclor-1016 {4} 184943 194407 196933 173538 165092 182983 7.42 
Aroclor-1016 {5} 286247 316014 310460 283644 276352 294543 5.96 
Aroclor-1221 105328 
Aroclor-1221 {2} 158463 
Aroclor-1221 {3} 108318 
Aroclor-1221 {4} 380197 
Aroclor-1221 {5} 82669 

Aroclor-1232 280431 
Aroclor-1232 {2} 163662 
Aroclor-1232 {3} 137088 
Aroclor-1232 {4} 148779 
Aroclor-1232 {5} 201870 
Aroclor-1242 255866 
Aroclor-1242 {2} 156644 
Aroclor-1242 {3} 216605 
Aroclor-1242 {4} 435341 
Aroclor-1242 {5} 293721 
Aroclor-1248 620009 
Aroclor-1248 {2} JolU~r 

Aroclor-1248 {3} 449635 
Aroclor-1248 {4} 817842 
Aroclor-1248 {5} 625537 
Al'<R:11lF"12S4 .. . . . 720099. 
Aroclor-1254 {2} 445585 
!Aroclor-1254 {3} 867626 
Aroclor-1254 {4} 674534 
Aroclor-1254 {5) 921035 
Aroclor-1260 761709 807283 838248 789913 787839 796999 3.54 
Aroclor-1260 {2} 299154 368072 383610 359803 356992 353526 9.08 
Aroclor-1260 {3} 817553 976772 999783 930161 931815 931217 7.54 
Aroclor-1260 {4} 413402 480592 484664 452034 469421 460023 6.30 
Aroclor-1260 {5} 212ti21 .<:.<:tu,.l .<:U':j.<:f.<: 212~0 LLU41~ b.07 

Average %RSD I 7.00 I 
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AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 12/12/2013 Instrument ID: 
GC Column (2nd): DB-1701P 

Data File: R5872.C R5871.C R5870.C R5869.C R5868.C 

RT OF STANDARDS MEAN RTWINDOW 
Compound 10 so 500 1000 2000 RT FROM TO 
Aroclor-1016 3.36 3.36 3.36 3.36 3.36 3.36 ,j.L\:1 3.43 
Aroclor-1016 {2} 3.92 3.92 3.92 3.92 3.92 3.92 3.85 3.99 
Aroclor-1016 {3} 4.64 4.64 4.64 4.64 4.64 4.64 4.57 4.71 
Aroclor-1016 {4} 4.84 4.84 4.84 4.84 4.84 4.84 4.77 4.91 
Aroclor-1016 {5} 5.00 5.00 5.01 5.01 5.01 5.01 4.94 5.08 
Aroclor-1221 2.16 2.09 2.23 
Aroclor-1221 {2} 3.06 2.99 3.13 
Aroclor-1221 {3} 3.28 3.21 3.35 
Aroclor-1221 {4} 3.37 3.30 3.44 
Aroclor-1221 {5} 4.64 4.57 4.71 

Aroclor-1232 3.36 3.29 3.43 
Aroclor-1232 {2} 4.28 4.21 4.35 
Aroclor-1232 {3} 4.84 4.77 4.91 
Aroclor-1232 {4} 5.01 4.94 5.08 
Aroclor-1232 {5} 5.59 5.52 5.66 
Aroclor-1242 4.28 4.21 4.35 
Aroclor-1242 {2} 5.01 4.94 5.08 
Aroclor-1242 {3} 5.59 5.52 5.66 
Aroclor-1242 {4} 5.74 5.67 5.81 
Aroclor-1242 {5} 6.28 6.21 6.35 
Aroclor-1248 4.64 4.56 4.72 
Aroclor-1248 {2} !:l.LU !:l.lL !:l.:.::!j 
Aroclor-1248 {3} 5.59 5.51 5.67 
Aroclor-1248 {4} 5.74 5.66 5.82 
Aroclor-1248 {5} 6.09 6.01 6.17 
Aroclor-U54 ·· . 6:57 o:49 6.65 
Aroclor-1254 {2} 7.15 7.07 7.23 
Aroclor-1254 {3} 7.58 7.49 7.67 
Aroclor-1254 {4} 7.77 7.68 7.86 
Aroclor-1254 {5} 8.58 8.49 8.67 
Aroclor-1260 7.33 7.33 7.33 7.33 7.33 7.33 6.43 8.23 
Aroclor-1260 {2} 7.58 7.58 7.58 7.58 7.58 7.58 6.68 8.48 
Aroclor-1260 {3} 9.17 9.17 9.16 9.16 9.16 9.16 8.26 10.06 
Aroclor-1260 {4} 9.68 9.68 9.68 9.67 9.67 9.68 8.78 10.58 
Aroclor-1260 {5} 1 u.:.::r lU.Lf lU.Lti lU.Lti 1 U.Lti lU.Lti \:1.3ti ll.lti 

El3-l2303 0035 



Date Analyzed: 

Data File: 

Compound 
Aroclor-1016 
Aroclor-1016 {2} 
Aroclor-1016 {3} 
Aroclor-1016 {4} 
Aroclor-1016 {5} 
Aroclor-1221 
Aroclor-1221 {2} 
Aroclor-1221 {3} 
Aroclor-1221 {4} 
Aroclor-1221 {5} 
Aroclor-1232 
Aroclor-1232 {2} 
Aroclor-1232 {3} 
Aroclor-1232 {4} 
Aroclor-1232 {5} 
Aroclor-1242 
Aroclor-1242 {2} 
Aroclor-1242 {3} 
Aroclor-1242 {4} 
Aroclor-1242 {5} 
Aroclor-1248 
Aroclor-1248 {2} 
Aroclor-1248 {3} 
Aroclor-1248 {4} 
Aroclor-1248 {5} 
Aroclur~254 

Aroclor-1254 {2} 
Aroclor-1254 {3} 
Aroclor-1254 {4} 
Aroclor-1254 {5} 
Aroclor-1260 
Aroclor-1260 {2} 
Aroclor-1260 {3} 
Aroclor-1260 {4} 
Aroclor-1260 {5} 

AROCLOR INITIAL CALIBRATION SUMMARY 

12112/2013 Instrument ID: 

GC Column (2nd): 

GC-R 

DB-1701P 

R5872.C R587l.C R5870.C R5869.C R5868.C 

CALIBRATION FACTORS 
10 50 500 1000 2000 MEAN 

0(0404 581314 511253 452436 4 
1205291 1227531 1039936 919383 864880 1051404 
2424697 2510622 2269112 2029265 1950753 2236890 
1104721 1085305 961431 848391 808085 961587 
773049 792178 730387 652619 629433 715533 

247331 
395024 
241765 
878140 
165845 
648958 
253892 
534636 
407423 
571519 
386808 
631100 
831324 
692776 
1329884 
1491665 
2241115 
1591386 
1452368 
779713 

1713879 
1382407 
1045780 
1564795 
1903517 

964102 938990 954177 862094 820189 907911 
1358008 1450512 1275375 1134195 1062443 1256107 
1007258 1126738 1023168 938641 912647 1001691 
2189641 2543050 2343224 2112952 2043039 2246381 
1: 1732242 1696700 1519716 14l '4 1ooHsoz 

Average %RSD 

El3-l2303 

o/oRSD 
13.99 
15.56 
10.86 
13.97 
10.07 

6.98 
12.65 
8.36 
8.90 
9.53 
11.09 

0036 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 12/12/2013 Instrument ID: 

GC Column (lst): 

Data File: R5872.D R587l.D RS870.D R5869.D R5868.D 

RT OF STANDARDS MEAN RTWINDOW 
Compound 10 so soo 1000 2000 RT FROM TO 

Aroclor-1262 8.67 l:l.~ 8.79 
Aroclor-1262 {2} 9.46 9.34 9.58 
Aroclor-1262 {3} !0.08 9.96 !0.20 
Aroclor-1262 {4} 10.17 10.05 10.29 
Aroclor-1262 {5} 11.01 10.89 11.13 
Aroclor-1268 10.08 9.96 10.20 
Aroclor-1268 {2} !0.17 10.05 10.29 
Aroclor-1268 {3} IQ.63 10.51 10.75 
Aroclor-1268 {4} 10.76 10.64 10.88 
Aroclor-1268 {5} I 1.61 11.49 I !.73 

GC Column (2nd): DB-l701P 

Data File: RS872.C RS87l.C R5870.C R5869.C RS868.C 

RT OF STANDARDS MEAN RTWINDOW 
Compound 10 so soo 1000 2000 RT FROM TO 

Aroclor-1262 9.16 9.04 9.28 
Aroclor-1262 {2} 9.68 9.56 9.80 
Aroclor-1262 {3} 10.17 10.05 10.29 
Aroclor-1262 {4} 10.25 10.13 10.37 
Aroclor-1262 {5} 10.85 10.73 Hl.97 
ArocloF-ll68 - -- -16.1-6 tO.O'f 10.28-
Aroclor-1268 {2} 10.24 10.12 10.36 
IAroclor-1268 {3} 10.49 10.37 10.61 
Aroclor-1268 {4} 10.63 10.51 10.75 
Aroclor-1268 {5} I 1.71 11.59 I 1.83 

El3-l2303 0037 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 12/12/2013 Instrument ID: 
GC Column (1st): 

Data File: R5872.D R5871.D R5870.D R5869.D R5868.D 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1262 434605 
Aroclor-1262 {2} 1485282 
Aroclor-1262 {3} 552471 
Aroclor-1262 {4} 721977 
Aroclor-1262 {5} 517093 
Aroclor-1268 1448113 
Aroclor-1268 {2} 1787330 
Aroclor-1268 {3} 1326867 
Aroclor-1268 {4} 389551 
Aroclor-1268 {5} 4213661 

GC Column (2nd): DB-1701P 

Data File: R5872.C R587l.C R5870.C R5869.C R5868.C 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1262 1552029 
Aroclor-1262 {2} 3634346 
Aroclor-1262 {3} 1107494 
Aroclor-1262 {4} 2602234 
Aroclor-1262 {5} 524478 
Aroolo.--1268 -- ... - . . - ·JT76853 . 

Aroclor-1268 {2} 3990469 
iArocior-1268 {3} 3042148 
Aroclor-1268 {4} 875131 
Aroclor-1268 {5} 9092225 

El3-l2303 0038 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 12/12/2013 Instrument ID: 

Data File: R588l.D GC Column (lst): 

RTWINDOW 

Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 ;:s.<!U ;j_ l_;j ;j_;! ( <!1;:)_!:;11( L14<!1;j 0.14 
Aroclor-1016 {2} 4.03 3.96 4.10 291438 294024 0.89 
Aroclor-1016 {3} 4.58 4.51 4.65 376098 377344 0.33 
Aroclor-1016 {4} 5.09 5.02 5.16 182983 187423 2.43 
Aroclor-1016 {5} 5.49 5.42 5.56 294543 303860 3.16 
Aroclor-1260 8.29 7.40 9.20 796999 840337 5.44 
Aroclor-1260 {2} 8.97 8.07 9.87 353526 395210 11.79 
Aroclor-1260 {3} 9.45 8.56 10.36 931217 1011190 8.59 
Aroclor-1260 {4} 9.94 9.04 10.84 460023 492660 7.09 
Aroclor-1260 {5} 11.00 10.11 11.91 220419 ~315 13.56 

Data File: R5881.C GC Column (2nd): DB-l701P 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 ;:s.3f 3.L!:;t 3.4;:! 2.16 
Aroclor-1016 {2} 3.93 3.85 3.99 1051404 1060815 0.90 
Aroclor-1016 {3} 4.65 4.57 4.71 2236890 2293889 2.55 
Aroclor-1016 {4} 4.85 4.77 4.91 961587 978226 1.73 
Aroclor-1016 {5} 5.02 4.94 5.08 715533 745137 4.14 
Aroclor-1260 (.34 . ti.4~ tl.L;:J l:IU/l:lll 9.66 
Aroclor-1260 {2} 7.59 6.68 8.48 1256107 1307031 4.05 
Aroclor-1260 {3} 9.17 8.26 10.06 1001691 1065634 6.38 
Aroclor-1260 {4} 9.68 8.78 10.58 2246381 2362444 5.17 

I Aroclor-1260 { 5} lU.LO 9.36 11.16 1561852 172!1R7R 10.50 

El3-l2303 0039 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 12/12/2013 Instrument ID: 

Data File: R5886.D GC Column (lst): 

RTWINDOW 

Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 3.20 3.13 3.27 213917 4.54 
Aroclor-1016 {2} 4.03 3.96 4.10 291438 305851 4.95 
Aroclor-1016 {3} 4.58 4.51 4.65 376098 395316 5.11 
Aroclor-1016 {4) 5.09 5.02 5.16 182983 207810 13.57 
Aroclor-1016 {5} 5.49 5.42 5.56 294543 317213 7.70 
Aroclor-1260 8.30 7.40 9.20 796999 843951 5.89 
Aroclor-1260 {2} 8.97 807 9.87 353526 389483 10.17 
Aroclor-1260 {3} 9.46 8.56 10.36 931217 1008533 8.30 
Aroclor-1260 {4} 9.95 9.04 10.84 460023 473967 3.03 
Aroclor-1260 {5} 11.01 10.11 11.91 220419 7.50 

Data File: R5886.C GC Column (2nd): DB-l70lP 

RTWINDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 ;:1.;:\b ;:1.~1:1 ;:1.4;:! _0\ b~1(J~ 2.37 
Arodor-1016 {2} 3.92 3.85 3.99 1051404 1056289 0.46 
Aroclor-1016 {3} 4.64 4.57 4.71 2236890 2288384 2.30 
Aroclor-1016 {4} 4.84 4.77 4.91 961587 989648 2.92 
Aroclor-1016 {5} 5.00 4.94 5.08 715533 751070 4.97 
Aroclor-1260 7.;:1;:1 b.4;:1 tl.~J i:!Ufi:l11 i:lfJJ1i:l 7.20 
Aroclor-1260 {2} 7.58 6.68 8.48 1256107 1317813 4.91 
Aroclor-1260 {3} 9.16 8.26 10.06 1001691 1038248 3.65 
Aroclor-1260 {4} 9.68 8.78 10.58 2246381 2412573 7.40 
Aroclor-1260 {5} 10.26 9.36 11.16 1o61Bo2 1747111 11.86 

. - - -- - - - -- -- . 

El3-l2303 0040 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Date/Time Analyzed: 12/13/2013 Instrument ID: 

Data File: R5907.D GC Column (lst): 

RTWINDOW 

Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 3.20 3.1;j J."Lf_ 213917 ZU!l"t;:>::> 2.69 
Aroclor-1016 {2) 4.03 3.96 4.10 291438 284822 2.27 
Aroclor-1016 {3) 4.58 4.51 4.65 376098 367537 2.28 
Aroclor-1016 {4) 5.09 5.02 5.16 182983 186731 2.05 
Aroclor-1016 {5) 5.49 5.42 5.56 294543 296982 0.83 
Aroclor-1260 8.30 7.40 9.20 796999 791446 0.70 
Aroclor-1260 {2) 8.97 8.07 9.87 353526 359944 1.82 
Aroclor-1260 {3) 9.45 8.56 10.36 931217 938657 0.80 
Aroclor-1260 {4} 9.94 9.04 10.84 460023 464367 0.94 
Aroclor-1260 {5} 11.UU 10.11 11.91 220419 770306 0.05 

Data File: R5907.C GC Column (2nd): DB-l701P 

RTWINDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 j_;jt) J.~l:l ;:!.4;:1 "10/::IOU 8.18 
Aroclor-1016 {2} 3.92 3.85 3.99 1051404 952746 9.38 
Aroclor-1016 {3} 4.64 4.57 4.71 2236890 2071579 7.39 
Aroclor-1016 {4} 4.84 4.77 4.91 961587 881817 8.30 
Aroclor-1016 {5} 5.01 4.94 5.08 715533 669385 6.45 
Aroclor-1260 I _;j;j o.4J !l.Z::l l:IUfl:lll _O!Of49 3.21 
Aroclor-1260 {2} 7.58 6.68 8.48 1256107 1165352 7.23 
Aroclor-1260 {3} 9.16 8.26 10.06 1001691 933999 6.76 
Aroclor-1260 {4} 9.68 8.78 10.58 2246381 2171167 3.35 
Aroclor-1260 {5) 10.26 9.36 11 '16 1561852 1 ro 0.27 

El3-l2303 004l 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 12/13/2013 Instrument ID: 

Data File: R5908.0 GC Column (Jst): 

RTWINDOW 
Compound RT FROM TO A~F CCCF %0 
Aroclor-1016 3.20 3.13 3.27 21. 117 202727. 5.23 
Aroclor-1016 {2} 4.03 3.96 4.10 291438 277688 4.72 
Aroclor-1016 {3} 4.58 4.51 4.65 376098 355701 5.42 
Aroclor-1016 {4} 509 5.02 5.16 182983 174937 4.40 
Aroclor-1016 {S} 5.49 5.42 5.56 294543 281574 4.40 
Aroclor-1260 8.29 7.40 9.20 796999 781803 1.91 
Aroclor-1260 {2} 8.96 8.07 9.87 353526 370363 4.76 
Aroclor-1260 {3} 9.44 8.56 10.36 931217 916547 1.58 
Aroclor-1260 {4} 9.93 9.04 10.84 460023 458872 0.25 
Aroclor-1260 {S} 10.99 10.11 11.91 220419 1 9.43 

Data File: RS908.C GC Column (2nd): DB-1701P 

RTWINDOW 
Compound RT FROM TO AvgCF CCCF %0 
Aroclor-1016 ;j,;jf_ ;j.2i;j ;j,4;j : 4.14 
Aroclor-1016 {2} 3.93 3.85 3.99 1051404 992328 5.62 
Aroclor-1016 {3} 4.65 4.57 4.71 2236890 2135362 4.54 
Aroclor-1016 {4} 4.85 4.77 4.91 961587 905083 5.88 
Aroclor-1016 {S} 5.02 4.94 5.08 715533 688256 3.81 
Aroclor-1260 7.34 b.4J ts.2;j t!Uftlll tiUJl;jl 0.53 
Aroclor-1260 {2} 7.59 6.68 8.48 1256107 1151563 8.32 
Aroclor-1260 {3} 9.16 8.26 10.06 1001691 971364 3.03 
Aroclor-1260 {4} 9.67 8.78 10.58 2246381 2066741 8.00 
Aroclor-1260 {S} 10.26 9.30 11.16 1bo1ts::.z 1: u 1.34 

---- .. 

El3-l2303 0042 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Date!fime Analyzed: 12/13/2013 Instrument ID: 

Data File: R5924.D GC Column (lst): 

RTWINDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 ;;s.:.w ;;s, 1 ;;s ;;s,;u <!l<l!!ll 3.39 
Aroclor-1016 {2} 4.03 3.96 4.10 291438 281176 3.52 
Aroclor-1016 {3} 4.59 4.51 4.65 376098 365362 2.85 
Aroclor-1016 {4} 5.09 5.02 5.16 182983 198849 8.67 
Aroclor-1016 {5} 5.49 5.42 5.56 294543 290998 1.20 
Aroclor-1260 8.30 7.40 9.20 796999 781479 1.95 
Aroclor-1260 {2} 8.97 8.07 9.87 353526 365278 3.32 
Aroclor-1260 {3} 9.46 8.56 10.36 931217 943359 1.30 
Aroclor-1260 {4} 9.95 9.04 10.84 460023 449228 2.35 
Aroclor-1260 {5} 11.Ul 1 u_-_11 _lUll_ _L<:U41\:! LLf_lLL 3.04 

Data File: R5924.C GC Column (2nd): DB-l701P 

RTWINDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 <l.36 3.29 3.43 472941 7.21 
Aroclor-1016 {2} 3.92 3.85 3.99 1051404 956466 9.03 
Aroclor-1016 {3} 4.64 4.57 4.71 2236890 2050422 8.34 
Aroclor-1016 {4} 4.84 4.77 4.91 961587 895509 6.87 
Aroclor-1016 {5} 5.01 4.94 5.08 715533 675004 5.66 
Aroclor-1260 l.33 6.43 t!.23 !!U/911 !;!72143 3.94 
Aroclor-1260 {2} 7.58 6.68 8.48 1256107 1190384 5.23 
Aroclor-1260 {3} 9.16 8.26 10.06 1001691 954176 4.74 
Aroclor-1260 {4} 9.68 8.78 10.58 2246381 2223705 1.01 
Aroclor-1260 {5} ~ ~-;j\j_ _ll.lti _!_::>til tl!:l:l 1 !::>4 _l_!jUl_ 1.28 

-- ---------- -

El3-l2303 0043 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/20/2013 Instrument ID: 
GC Column (1st): DB-5 

Data File: Y3112.D Y3lll.D Y3110.D Y3109.D Y3108.D 

RT OF STANDARDS MEAN RTWI NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 
Aroclor-1016 J.U J.:u J.U J.;!J J.;!j J.;!J J.lt) 3.30 
Aroclor-1016 (2} 4.05 4.05 4.05 4.05 4.05 4.05 3.98 4.12 
Aroclor-1016 {3} 4.60 4.60 4.60 4.60 4.60 4.60 4.53 4.67 
Aroclor-1016 {4} 5.10 5.10 5.10 5.10 5.10 5.10 5.03 5.17 
Aroclor-1016 {5} 5.50 5.50 5.49 5.49 5.49 5.49 5.42 5.56 
Aroclor-1221 2.14 2.07 2.21 
Aroclor-1221 {2} 3.03 2.96 3.10 
Aroclor-1221 {3} 3.15 3.08 3.22 
Aroclor-1221 (4} 3.23 3.16 3.30 
Aroclor-1221 {5} 3.82 3.75 3.89 

Aroclor-1232 3.23 3.16 3.30 
Aroclor-1232 (2} 4.05 3.98 4.12 
Aroclor-1232 {3} 4.71 4.64 4.78 
Aroclor-1232 {4} 5.30 5.23 5.37 
Aroclor-1232 {5} 5.49 5.42 5.56 
Aroclor-1242 4.05 3.98 4.12 
Aroclor-1242 (2} 4.98 4.91 5.05 
Aroclor-1242 (3} 5.30 5.23 537 
Aroclor-1242 {4} 6.00 5.93 6.07 
Aroclor-1242 {5} 6.27 6.20 6.34 
Aroclor-1248 4.45 4.37 4.53 
Aroclor-U48 {2} 4.~tl 4yu 5.06 
Aroclor-1248 {3} 5.30 5.22 5.38 
Aroclor-1248 {4} 6.00 5.92 6.08 
Aroclor-1248 {5} 6.27 6.19 6.35 

· Aroclor"H54 6.39 6.31 6.47 
Aroclor-1254 {2} 6.82 6.74 6.90 
Aroclor-1254 {3} 699 6.90 7.08 
Aroclor-1254 {4} 7.43 7.34 7.52 
Aroclor-1254 {5} 8.27 8.18 8.36 
Aroclor-1260 8.27 8.27 8.27 8.27 8.27 8.27 7.37 9 17 
Aroclor-1260 {2} 8.94 8.94 8.94 8.94 8.94 8.94 8.04 9.84 
Aroclor-1260 {3} 9.41 9.41 9.41 9.41 9.41 9.41 8.51 10.31 
Aroclor-1260 {4} 9.89 9.89 9.89 9.89 9.89 9.89 8.99 10.79 
Aroclor-1260 {5} 1u.~o 10.~5 lU.~b 10.95 10.~5 10.~!:> 10.05 11.!Jb 

El3-l2303 0044 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/20/2013 Instrument ID: 

GC Column (Is!): DB-5 

Data File: Y3112.D Y3111.D Y31IO.D Y3109.D Y3108.D 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN %RSD 
Aroclor-1016 381993 405255 331321 322462 354686 10.34 
Aroclor-1016 {2} 597044 576339 449929 455007 443641 504392 14.99 
Aroclor-1016 {3} 779042 737558 574505 581516 568072 648138 15.70 
Aroclor-1016 (4} 386225 387113 291563 290047 280172 327024 16.70 
Aroclor-1016 {5} 612649 607629 479999 485156 475797 532246 13.38 
Aroclor-1221 196817 
Aroclor-1221 (2} 306095 
Aroclor-1221 {3} 197030 
Aroclor-1221 (4} 658703 
Aroclor-1221 {5} 158761 

Aroclor-1232 491067 
Aroclor-1232 (2} 302367 
Aroclor-1232 {3} 265204 
Aroclor-1232 {4} 297882 
Aroclor-1232 (5} 376155 
Aroclor-1242 447563 
Aroclor-1242 {2} 293232 
Aroclor-1242 {3} 406125 
Aroclor-1242 (4} 598272 
Aroclor-1242 (5} 521091 
Aroclor-1248 1042028 
Aroclor-1248 (2} 6140b3 
Aroclor-1248 (3} 792948 
Aroclor-1248 {4} 1251799 
Aroclor-1248 (5} 969090 
Arodor"i25<1 · ...... 

r2'1B23o 
Aroclor-1254 {2} 821943 
Aroclor-1254 {3} 1505148 
Aroclor-1254 (4} 1645156 
Aroclor-1254 {5} 1505748 
Aroclor-1260 1912490 1764001 1433890 1466047 1443949 1604075 13.74 
Aroclor-1260 (2} 930520 900281 698944 703442 683608 783359 15.48 
Aroclor-1260 {3} 2226532 2121606 1758234 1798763 1765997 1934226 11.51 
Aroclor-1260 {4} 1237666 1154444 955432 974958 942565 1053013 12.76 
Aroclor-1260 {5} 521300 521371 "1"10<117 6.78 

Average %RSD I 13.14 I 

El3-l2303 0045 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/20/2013 Instrument ID: 

GC Column (2nd): DB-1701P 

Data File: Y3112.C Y311LC Y3110.C Y3109.C Y3108.C 

RT OF STANDARDS MEAN RTWI NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 
Aroclor-1016 j.fb ;;.15 3.r5 j.(b ;;.7o j.fb 3.68 3.82 
Aroclor-1016 {2} 4.34 4.35 4.35 4.35 4.35 4.35 4.28 4.42 
Aroclor-1016 {3} 5.09 5.09 5.10 5.09 5.09 5.10 5.03 5.17 
Aroclor-1016 {4} 5.30 5.30 5.31 5.30 5.30 5.30 5.23 5.37 
Aroclor-1016 {5} 5.48 5.48 5.48 5.48 5.48 5.48 5.41 5.55 
Aroclor-1221 2.43 2.36 2.50 
Aroclor-1221 {2} 3.43 3.36 3.50 
Aroclor-1221 {3} 3.66 3.59 3.73 
Aroclor-1221 {4} 3.75 3.68 3.82 
Aroclor-1221 {5} 5.09 5.02 5.16 

Aroclor-1232 3.75 3.68 3.82 
Aroclor-1232 {2} 4.73 4.66 4.80 
Aroclor-1232 {3} 5.30 5.23 5.37 
Aroclor-1232 {4} 5.47 5.40 5.54 
Aroclor-1232 {5} 6.07 6.00 6.14 
Aroclor-1242 4.73 4.66 4.80 
Aroclor-1242 {2} 5.48 5.41 5.55 
Aroclor-1242 {3} 6.07 6.00 6.14 
Aroclor-1242 (4} 6.23 6.16 6.30 
Aroclor-1242 {5} 6.77 6.70 6.84 
Aroclor-1248 5.09 5.01 5.17 
Aroclor-1248 {2} 5.68 5.60 5.76 
Aroclor-1248 {3} 6.07 5.99 6.15 
Aroclor-1248 (4} 6.23 6.15 6.31 
Aroclor-1248 {5} 6.57 6.49 6.65 
Arochtr•l254 · .. 7.07 6.99 7.15 
Aroclor-1254 {2} 7.65 7.57 7.73 
Aroclor-1254 {3} 8.26 8.17 8.35 
Aroclor-1254 {4} 8.49 8.40 8.58 
Aroclor-1254 {5} 9.08 8.99 9.17 
Aroclor-1260 7.83 7.83 7.83 7.83 7.83 7.83 6.93 8.73 
Aroclor-1260 {2} 8.08 8.09 8.09 8.09 8.09 8.09 7.19 8.99 
Aroclor-1260 {3} 9.67 9.67 9.67 9.67 9.67 9.67 8.77 10.57 
Aroclor-1260 {4} 10.18 10.18 10.18 10.18 10.18 10.18 9.28 11.08 
Aroclor-1260 {5/ 1u.ro 1U.ff 1U.f f 1u.ro 10.76 10.76 9.86 11.66 
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Date Analyzed: 

Data File: 

Compound 
Aroclor-1016 
Aroclor-1016 {2} 
Aroclor-1016 {3} 
Aroclor-1016 {4} 
Aroclor-1016 {5} 
Aroclor-1221 
Aroclor-1221 {2} 
Aroclor-1221 {3} 
Aroclor-1221 {4} 
Aroclor-1221 {5} 

Aroclor-1232 
Aroclor-1232 {2} 
Aroclor-1232 {3} 
Aroclor-1232 {4} 
Aroclor-1232 {5} 
Aroclor-1242 
Aroclor-1242 {2} 
Aroclor-1242 {3} 
Aroclor-1242 {4} 
Aroclor-1242 {5} 
Aroclor-1248 
Aroclor-1248 {2} 
Aroclor-1248 (3} 
Aroclor-1248 {4} 
Aroclor-1248 {5} 
Ar~elor-1154-

Arodor-1254 {2} 
Aroclor-1254 {3} 
Aroclor-1254 {4} 
Aroclor-1254 {5} 
Aroclor-1260 
Aroclor-1260 {2} 
Aroclor-1260 {3} 
Aroclor-1260 {4} 
Aroclor-1260 {5} 

AROCLOR INITIAL CALIBRATION SUMMARY 

11120/2013 Instrument ID: 
GC Column (2nd): 

GC-Y 
DB-1701P 

Y3ll2.C Y3lli.C Y3JJO.C Y3109.C Y3108.C 

CALIBRATION FACTORS 
10 so 500 1000 2000 MEAN 

813577 654633 632126 710845 
1644649 1627507 1473570 1217303 1138097 1420225 
4038356 3818311 3268753 3184546 3016267 3465247 
1767077 1694291 1444570 1432266 1365836 1540808 
1314650 1281908 1126879 1129198 1087058 1187939 

361918 
556567 
373401 
1311496 
290062 
988844 
387514 
953594 
747855 
1033723 
575426 
1115177 
1465418 
1240354 
2415057 
2462116 
3669721 
2614777 
2270134 
1343297 

. . 320878Z 
2587156 
2606959 
1514854 
3788493 

1642788 1563638 1354897 1354734 1285946 1440400 
2471106 2310926 1969748 !950863 1832873 2107103 
2073757 2088673 1866029 1870201 1764721 1932676 
4560896 4747637 4338376 4372429 4260007 4455869 
;:s1~o::>tl;:s 3677020 3172866 3206926 ::S119JfU 

Average %RSD 

E13-12303 

%RSD 
16.67 
16.40 
12.68 
11.54 
8.65 

10.68 
12.83 
7.35 
4.42 
7.22 

I 10.85 I 

0047 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 11/20/2013 Instrument ID: 

GC Column (1st): DB-5 

Data File: Y3!12.D Y31ll.D Y3110.D Y3l09.D Y3108.D 

RT OF STANDARDS MEAN RTWI NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 8.56 8.44 8.68 
Aroclor-1262 {2} 9.41 929 9.53 
Aroclor-1262 {3} 10.04 9.92 10.16 
Aroclor-1262 (4} 10.13 10.01 10.25 
Aroclor-1262 {5} 10.95 10.83 1!.07 
Aroclor-1268 10.04 9.92 I 0.16 
Aroclor-1268 (2} 10.13 10.01 10.25 
Aroclor-1268 {3} 10.59 10.47 10.71 
Aroclor-1268 {4} 1!.55 11.43 1!.67 Aroclor-1268 {5) 12.04 11.92 12.16 

GC Column (2nd): DB-l701P 

Data File: Y31J2.C Y3Jll.C Y31lO.C Y3!09.C Y3108.C 

RT OF STANDARDS MEAN RTW! NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 9.76 9.64 9.88 
Aroclor-1262 {2} 10.18 10.06 !0.30 
Aroclor-1262 {3} 10.76 10.64 10.88 
Aroclor-1262 {4} 10.76 10.64 10.88 
Aroclor-1262 {5} 11.36 11 24 11.48 

_ Amdor-1268 .. . Hl.fi7 I 10.55 10.79 
Aroclor-1268 {2} 10.75 10.63 10.87 
Aroclor-1268 {3} 11.01 10.89 11.13 
Aroclor-1268 {4} 12.22 1210 12.34 
!Aroclor-1268 (5} 12.45 12.33 12.57 
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AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: ll/20/2013 Instrument ID: 
GC Column (1st): DB-5 

Data File: Y3112.D Y3lll.D Y3110.D Y3109.D Y3108.D 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1262 1433565 
A•·oclor-1262 {2} 2833448 
Aroclor-1262 (3} 1118465 
Aroclor-1262 (4} 1277177 
Aroclor-1262 (5} 1094682 
Aroclor-1268 2722859 
Aroclor-1268 (2} 2944095 
Aroclor-1268 (3} 2384133 
Aroclor-1268 {4} 7164207 
Aroclor-1268 (5} 4098749 

GC Column (2nd): DB-170IP 

Data File: Y3112.C Y311l.C YJIIO.C Y3109.C Y3l08.C 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1262 1414958 
Aroclor-1262 (2} 7470096 
Aroclor-1262 {3} 5440071 
Aroclor-1262 {4) 5440071 
Aroclor-1262 {5} 1151667 
Amclor-U68 __ -- . .. . 7568-857 . . ··-

Aroclor-1268 {2} 7967148 
Aroclor-1268 {3} 6653841 
Aroclor-1268 {4} 19401131 
Aroclor-1268 {5} 11263170 
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AROCLOR CALIBRATION VERIFICATION SUMMARY 

Date/Time Analyzed: 12/16/2013 Instrument ID: 

Data File: Y3524.D GC Column (1st): 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 j,;<j J.lo J.JU ;tj Jot:H:H:i~ 4.00 
Aroclor-1016 {2} 4.05 3.98 4.12 504392 500967 0.68 
Aroclor-1016 {3} 4.60 4.53 4.67 648138 638037 L56 
Aroclor-1016 {4} 5.11 5.03 5.17 327024 353843 8.20 
Aroclor-1016 {5} 5.50 5.42 5.56 532246 530939 0.25 
Aroclor-1260 8.27 7.37 9.17 1604075 1473234 8.16 
Aroclor-1260 (2} 8.95 8.04 9.84 783359 673458 !4.03 
Aroclor-1260 (3} 9.42 8.51 10.31 1934226 1630353 15.71 
Aroclor-1260 {4} 9.90 8.99 10.79 1053013 863926 17.96 
Aroclor-1260 (5} _10 96 lU.U_::> ll.tlb 4llb4:L 16.65 

Data File: Y3524.C GC Column (2nd): DB-1701P 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1 016 3.76 3.6tl 3.82 710845 -"-'-0 .. , ~ 15.14 
Aroclor-1016 {2} 4.35 4.28 4.42 1420225 1662330 17.05 
Aroclor-1016 {3} 5.10 5.03 5.17 3465247 3852391 I 1.17 
Aroclor-1016 (4} 5.31 5.23 5.37 1540808 1672772 8.56 
Aroclor-1016 {5} 5.48 5.41 5.55 1187939 1336631 12.52 
Aroclor·-1260 7.84 6.93 tl.73 1440400 1 8.28 
Aroclor-1260 {2} 8.10 7.19 8.99 2107103 2224200 5.56 
Aroclor-1260 {3} 9.68 8.77 10.57 1932676 1855612 3.99 
Aroclor-1260 (4} 10.18 9.28 11.08 4455869 4042476 9.28 
Aroclor-1260 (5} 1U.f7 9.80 11.titi .<:/~,jtl1/ 14.31 

•''' 
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AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 12/16/2013 Instrument ID: 

Data File: Y3535.D GC Column (lst): 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1 016 3.23 3.10 3. 3U 3546!:l6 352274 0.68 
Aroclor-1016 {2} 4 05 3.98 4.12 504392 482010 4.44 
Aroclor-1016 {3} 4.60 4.53 4.67 648138 613933 5.28 
Aroclor-1016 {4} 5.11 503 5.17 327024 329799 0.85 
Aroclor-1016 {5} 5.50 5.42 5.56 532246 512910 3.63 
Aroclor-1260 8.27 7.37 9.17 1604075 1488463 7.21 
Aroclor-1260 {2} 8.95 8.04 9.84 783359 691868 11.68 
Aroclor-1260 {3} 9.42 8.51 10.31 1934226 1718137 11.17 
Aroclor-1260 {4} 9.90 8.99 10.79 1053013 907711 13.80 
Aroclor-1260 {5} 10.96 1U.Ub 11.!:lb 4 435217 11.87 

Data File: Y3535.C GC Column (2nd): DB-1701P 

RTWI NDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 3.75 3.68 3.82 710845 729863 2.68 
Aroclor-1016 {2} 4.35 4.28 4.42 1420225 1405993 1.00 
Aroclor-1016 {3} 510 5.03 5.17 3465247 3671556 5.95 
Aroclor-1016 {4} 5.30 5.23 5.37 1540808 1609724 4.47 
Aroclor-1016 {5} 5.48 5.41 5.55 1187939 1284483 8.13 
Aroclor-1260 7.84 6.93 8.73 14411<1nr 1 b4Uff1 6.97 
Aroclor-1260 {2} 8.09 7.19 8.99 2107103 2207687 4.77 
Aroclor-1260 {3} 9.68 8.77 10.57 1932676 1946022 0.69 
Aroclor-1260 {4} 10.18 9.28 11.08 4455869 4311268 3.25 
Aroclor-1260 {5} 10.77 9.86 11.66 53 3007166 7.77 
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PCB RETENTION TIME SHIFT SUMMARY 

Instrument ID: GC-R Column: DB-5/DB-1701P 

Surrogate RT from initial calibration : 

TCMX l 2.73 DCB l !bl!2 TCMX 2 2.56 DCB 2 11.93 

Lab Date Time TCMX l DCB l TCMX 2 DCB 2 
Client ID SampleiD Analyzed Analyzed RT # RT # RT # RT # 

PCB BLKS I 3 I2 I 2-05 12/12/2013 16:18 2.73 12.09 2.56 11.93 
PCB LCSSI3I212-05 12/12/2013 16:35 2.73 12.09 2.56 11.93 
ABBOTT F E I 3- I 2286-00 I 12/12/2013 16:52 2.73 12.08 2.55 11.92 
ABBOTT S EI3-12286-002 12/12/2013 17:10 2.74 12.09 2.56 11.93 
U-52(0-1 E13-12303-00I 12/12/2013 18:02 2.74 12.08 2.56 11.92 
U-52(1.0 E 13-12303-002 12/12/2013 18:19 2.74 12.08 2.56 11.93 
U-52(2.0 El3-12303-003 12/12/2013 18:37 2.74 12.08 2.56 11.93 
T-52(0-1 EI3-I2303-004 12/12/2013 18:54 2.74 12.08 2.56 11.93 
T-52(1.0 EI3-12303-005 12/12/2013 19:12 2.74 12.08 2.56 11.92 
T-52(2.0 EI3- I 2303-006 12/12/2013 19:29 2.74 12.08 2.56 11.92 
S-52(0-1 E I 3-12303-007 12/1212013 19:46 2.74 \2.08 2.56 11.92 
S-52(1.0 EI3·I2303-008 12/12/2013 20:04 2.74 12.08 2.56 11.92 
S-52(2.0 E 13-12303-009 12/12/2013 20:21 2.74 12.08 2.56 11.92 
R-52(0-1 EI3-12303-0IO 12/12/2013 20:39 2.74 12.08 2.56 11.92 
R-52(1.0 El3-l2303-0ll 1211212013 20:56 2.74 12.08 2.56 11.93 
R-52(2.0 El3-12303-012 12/12/2013 21:14 2.74 12.09 2.56 11.93 
Z-50(0-1 El3-12303-013 1211212013 21:31 2.74 12.08 2.56 11.92 
Z-50(1.0 El3-12303-014 12/12/2013 21:48 2.74 12.08 2.56 11.92 
Z-50(2.0 El3-12303-015 12/12/2013 22:06 2.74 12.08 2.56 11.93 
Y-50(0-1 El3-12303-016 12/12/2013 22:23 2.74 12.08 2.56 11.92 
Y-50(1.0 E13-12303-017 12/1212013 22:40 2.74 12.08 2.56 11.92 
PCB 12303-004MS 12/12/2013 23:15 2.74 !2.08 2.56 ll.92 

-

PCB 12303-004MSD 12/12/2013 23:33 2.74 12.08 2.56 11.92 
Y-50(2.0 EI3-12303-0I8 12113/2013 10:08 2.74 12.08 2.56 11.93 
Y-50(1.0 E13-12303-017DL 12/13/2013 1!:18 2.74 12.08 2.56 11.92 

Surrogate QC Limits 

TCMX = Tetracbloro-m-xylene ( ± 0.10 Minutes) 
DCB = Decachlorobiphenyl (± O.IOMinutes) 

# Column to be used to flag recovery values 
• Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 
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PCB RETENTION TIME SHIFT SUMMARY 

Instrument ID: GC-R Column: DB-5/DB-1701P 

Surrogate RT from initial calibration : 

TCMX I 2.73 DCB l 12.09 TCMX 2 2.56 DCB 2 11.93 

Lab Date Time TCMX l DCB l TCMX 2 DCB 2 

Client ID Sample ID Analyzed Analyzed RT # RT # RT # RT # 

PCB BLKS131212-05 12/12/2013 16:18 2.73 12.09 2.56 11.93 

PCB LCSS131212-05 12/12/2013 16:35 2.73 12.09 2.56 11.93 

ABBOTT F E13-12286-001 12/12/2013 16:52 2.73 12.08 2.55 11.92 

ABBOTT S E I 3-12286-002 12/12/2013 17:10 2.74 12.09 2.56 11.93 

U-52(0-1 E13-12303-001 12/12/2013 18:02 2.74 12.08 2.56 11.92 

U-52(1.0 El3-12303-002 12/12/2013 18:19 2.74 12.08 2.56 11.93 

U-52(2.0 E13-12303-003 12/12/2013 18:37 2.74 12.08 2.56 11.93 

T-52(0-1 E13-12303-004 12/12/2013 18:54 2.74 12.08 2.56 11.93 

T-52(1.0 E13-12303-005 12/12/2013 19:12 2.74 12.08 2.56 11.92 

T-52(2.0 El3-12303-006 12/12/2013 19:29 2.74 12.08 2.56 11.92 

S-52(0-1 El3-12303-007 12/12/2013 19:46 2.74 12.08 2.56 11.92 

S-52(1.0 EIJ-12303-008 12/12/2013 20:04 2.74 12.08 2.56 11.92 

S-52(2.0 E13-12303-009 12/12/2013 20:21 2.74 12.08 2.56 11.92 

R-52(0-1 E13-12303-010 12/12/2013 20:39 2.74 12.08 2.56 11.92 

R-52(1.0 E13-12303-0ll 12/12/2013 20:56 2.74 12.08 2.56 11.93 

R-52(2.0 E13-12303-012 12/12/2013 21:14 2.74 12.09 2.56 11.93 

Z-50(0-1 El3-12303-013 12/12/2013 21:31 2.74 12.08 2.56 11.92 

Z-50(1.0 EIJ-12303-014 12/12/2013 21:48 2.74 12.08 2.56 11.92 

Z-50(2.0 E13-12303-015 12/12/2013 22:06 2.74 12.08 2.56 11.93 

Y-50(0-1 E13-12303-016 12/12/2013 22:23 2.74 12.08 2.56 11.92 

Y-50(1.0 E 13-12303-017 12/12/2013 22:40 2.74 12.08 2.56 11.92 

PCB !23QHMMS 12)12/2013 23:15 2.74 12.08 2.56 11.92 

PCB 12303-004MSD 12/12/2013 23:33 2.74 12.08 2.56 11.92 

Y-50(2.0 El3-12303-018 12/13/2013 10:08 2.74 12.08 2.56 11.93 

Y-50(1.0 E13-12303-017DL 12/13/2013 II: 18 2.74 12.08 2.56 11.92 

Surrogate QC Limits 

TCMX = Tetracbloro-m-xylene ( ± 0.10 Minutes ) 

DCB = Decacblorubiphenyl ( ± 0.10 Minutes) 

# Column to be used to flag recovery values 
• Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 
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PCB RETENTION TIME SHIFT SUMMARY 

Instrument ID: GC-R Column: DB-5/DB-170IP 

Surrogate RT from initial calibration : 

TCMX l 2.73 DCB l 12.09 TCMX 2 2.56. DCB 2 11.93 

Lab Date Time TCMX l DCB 1 TCMX 2 DCB 2 

Client ID Sample ID Analyzed Analyzed RT # RT # RT # RT # 

PCB BLKS131212-05 12/12/2013 16:18 2.73 12.09 2.56 11.93 

PCB LCSS131212-05 12/12/2013 16:35 2.73 12.09 2.56 11.93 

ABBOTT F ElJ-12286-001 12/12/2013 16:52 2.73 12.08 2.55 11.92 

ABBOTT_S ElJ-12286-002 12/12/2013 17:10 2.74 12.09 2.56 11.93 

U-52(0-1 ElJ-12303-001 12/12/2013 18:02 2.74 12.08 2.56 11.92 

U-52(1.0 El3-l2303-002 12112/2013 18:19 2.74 12.08 2.56 11.93 

U-52(2.0 El3-l2303-003 12112/2013 18:37 2.74 12.08 2.56 11.93 

T-52(0-1 El3-l2303-004 12/12/2013 18:54 2.74 12.08 2.56 11.93 

T-52(1.0 E13-l2303-005 12/12/2013 19:12 2.74 12.08 2.56 11.92 

T-52{2.0 ElJ-12303-006 12112/2013 19:29 2.74 12.08 2.56 11.92 

S-52(0- \ E 13-12303-007 12/12/2013 19:46 2.74 12.08 2.56 11.92 

S-52(1.0 El3-12303-008 12/12/2013 20:04 2.74 12.08 2.56 11.92 

S-52(2.0 El3-12303-009 12112/2013 20:21 2.74 12.08 2.56 11.92 

R-52(0-1 El3-12303-0l0 12112/2013 20:39 2.74 12.08 2.56 11.92 

R-52(1.0 El3-12303-0ll 12112/2013 20:56 2.74 12.08 2.56 11.93 

R-52(2.0 El3-12303-0l2 12112/2013 21:14 2.74 12.09 2.56 11.93 

Z-50(0-1 El3-12303-0l3 12112/2013 21:31 2.74 12.08 2.56 11.92 

Z-50(1.0 ElJ-12303-014 12112/2013 21:48 2.74 12.08 2.56 11.92 

Z-50{2.0 E13-12303-015 12112/2013 22:06 2.74 12.08 2.56 11.93 

Y-50(0-1 E13-12303-016 12/12/2013 22:23 2.74 12.08 2.56 11.92 

Y-50{1.0 EB-12303-0 17 12/12/2013 22:40 2.74 12.08 2.56 11.92 

PCB 12303-004MS 12/12/2013 23:15 2.74 12.08 2.56 11.92 

PCB 12303-004MSD 12/12/2013 23:33 2.74 12.08 2.56 11.92 

Y-50(2.0 El3-12303-018 12/13/2013 10:08 2.74 12.08 2.56 11.93 

Y-50(1.0 El3-12303-017DL 12/13/2013 11:18 2.74 12.08 2.56 11.92 

Surrogate QC Limits 

TCMX = Tetrachloro-m-xylene ( ± 0.10 Minutes) 

DCB = Decacblorobiphenyl ( ± 0.10 Minutes ) 

# Column to be used to flag recovery values 
• Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 
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PCB RETENTION TIME SHIFT SUMMARY 

Instrument ID: GC-Y 

Surrogate RT from initial calibration : 
TCMX I 2.77 

Lab 
Client ID Sample ID 
PCB BLKAI31213-08 
PCB LCSA 13!213-08 
WEIR STA EI3-12252-00I 
PCB 12252-00\MS 
PCB 12252-00IMSD 
FB-42 El3-12226-0I3 
DRUM El3-12236-001 
FB El3-12314-0ll 
FB-43 E 13-12303-019 
FB EI3-12261-0l5 

Surrogate QC Limits 
TCMX = Tetrachloro-m-xylene 
DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
* Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 

Column: 

DCB I 12.05 TCMX 2 

Date Time TCMX 
Analyzed Analyzed RT 

12/16/2013 10:54 2.77 
!2/16/2013 11:11 2.77 
12/16/2013 11:28 2.77 
12/16/2013 11:46 2.77 
12/16/2013 12:03 2.77 
12116/2013 12:20 2.77 
12/16/2013 12:38 2.77 
12/16/2013 12:55 2.77 
12/16/2013 13:12 2.77 
12/16/2013 13:30 2.77 

( ± 0.10 Minutes) 
( ± 0.10 Minutes) 

I 

# 

DB-5/DB-170 I P 

2.88 DCB 2 

DCB I TCMX 2 

RT # RT 
12.05 2.88 

12.05 2.88 

12.05 2.88 

12.05 2.88 

12.05 2.88 

12.05 2.88 

12.05 2.88 

12.05 2.88 

12.05 2.88 

12.05 2.88 

El3-l2303 

12.45 

DCB 2 

# RT # 

12.45 

12.45 

!2.45 

12.45 

12.45 

!2.45 

!2.45 

12.45 

12.45 

12.45 

0055 



PCB SAMPLE DATA 

El3-l2303 0056 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5887.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq on 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 18:02 

ALS Vial 

JS 
U-52(0-1,E13-12303-001,S,5.36g,68.2,20 
131212-05,12/12/13,12/11/13,1 
6 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 13:55:58 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

sum Aroclor-1242 
Average Aroclor-1242 

23) L6 Aroclor-1248 4.43 
24) L6 Aroclor-1248 

m 
4.97 

25) L6 Aroclor-1248 5.29 
26) 3:,6 Aroclor-1~48 5.99 
27) L6 Aroclor-1248 6.26 

sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-12 54 
Average Aroclor-12 54 

sum Aroclor-1260 
Average Aroclor-1260 

sum Aroclor-1262 
Average Aroclor-1262 

sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.92 

4.64 
5.20 
5.59 
5 .·94 
6.08 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2932.8E6 6759.9E6 254.866 242.887 
Recovery 127.43% 121.44% 

754.7E6 1960.2E6 212.252 252.600 
Recovery = 106.13% 126.30% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

126.9E6 279.5E6 204.680 187.396 
160.2E6 911. 3E6 456.170 406.626 
275.2E6 737.2E6 612.092 463.232 
352. 6E6 39'1. 8E6 430;460 ~'13.894 

196.6E6 280.7E6 314.245 360.022 
1110. 9E6 2606.5E6 2017.648 1691.171 

403.530 338.234 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 o.ooo 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)~RT Delta > 1/2 Window (#)~Amounts differ by > 25% (m)~manual int. 

# 

RPCB1212.M Fri Dec 13 14:03:37 2013 El3-l2303 oo'br= 1 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5887.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 18:02 
JS 
U-52(0-1,E13-12303-001,S,5.36g,68.2,20 
131212-05,12/12/13,12/11/13,1 
6 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 13:55:58 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

'Resporlse_ 
1.8e+08 

1.6e+08 

1.4e+08 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

0 

Time 

;! 
N 

3.00 

5.00 6.00 

4.00 5.00 6.00-

RPCB1212.M Fri Dec 13 14:03:38 2013 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5887.D\ECD16.CH 

7.00 8.00 9.00 10.00 11.00 12,00 
Signal: R5887.DIECD2A.CH 

7.00 8.00 9.00 10.00 _11.00 12.00 

El3-l2303 

13.00 14.00 

13.00 _14.00 



Quantitation Report ( QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\R_DEC_13\12-12-13\ 
R5888.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 18:19 
JS 
U-52(1.0,E13-12303-002,S,5.54g,25.6,20 
131212-05,12/12/13,12/11/13,1 
7 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 09:42:50 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

&lim Areeler-Hl54 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

Signal #2 Phase: 
signal #2 Info : 

Resp#1 Resp#2 

2662.2E6 6152.0E6 
Recovery 

796.7E6 1945.9E6 
Recovery 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

= 

ng#1 ng#2 

231.343 221.044 
115.67% 110.52% 

224.072 250.764 
112.04%- 125.38% 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D, N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%- (m)=manual int. 

RPCB1212.M Mon Jan 06 11:00:40 2014 E13-12303 o o"b '9"' ' 1 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\R_DEC_13\12-12-13\ 
R5888.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 18:19 
JS 
U-52(1.0,E13-12303-002,S,5.54g,25.6,20 
131212-05,12/12/13,12/11/13,1 
7 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 09:42:50 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: Chemstation 6890 scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

~ 

1.4e+08 " N 

1.2e+08 

1e+08 

Be+07 

6e+07 

4e+07 

2e+07 

0 

3.00 

.Tim~--- 3.00 

.4.00 5.00 6.00 

4.00 5.00 6.00 

RPCB1212.M Man Jan 06 11:00:41 2014 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5888.DIEGD1 B.CH 

7.00 8.00 9.00 10.00 
Signai: R.sa88.D\Ec62A.Ci't 

7.00 8.00 9.00 10.00 

11.00 

11.00 

"' 0 

12.00 

12.00 

El3-l2303 

13.00 14.00 

13.00 14.00 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5890.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 18:54 
JS 
T-52(0-1,E13-12303-004,S,5.18g,23.4,20 
131212-05,12/12/13,12/11/13,1 
9 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 09:44:22 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Ac~Ceeler-L254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2633.1E6 6133.4E6 228.815 220.377 
Recovery 114.41% 110.19% 

745.1E6 1585.0E6 209.550 204.245 
Recovery 104.77% 102.12% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

G 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25% (m)=manual int. 

RPCB1212.M Fri Dec 13 14:03:39 2013 El3-l2303 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5890.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 18:54 
JS 
T-52(0-1,E13-12303-004,S,5.18g,23.4,20 
131212-05,12/12/13,12/11/13,1 
9 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 09:44:22 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

.Response 
1.6e+08 

1.4e+08 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

0 

:Time 
Response 

3,§~+@ 

3e+08 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

0 

Time 

;1: 

"' 

i!\ 
N 

3.00 

5.00 6.00 __ 

4.00 5.00 6.00 

RPCB1212.M Fri Dec 13 14:03:40 2013 

Signal #2 Phase: 
Signal #2 Info : 

Signal:. R.5896:o\ECDi8:cH 

7.00 8.00 9.00 10.00 11.00 12.00 
Signal: R5890.DIECD2A.CH 

7.00 8.00 9.00 10.00 11.00 12.00 

El3-l2303 

13.00 _14.00 

13.00 _14.00 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5893.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq on 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 19:46 

ALS Vial 

JS 
S-52(0-1,E13-12303-007,S,5.64g,72.1,20 
131212-05,12/12/13,12/11/13,1 
12 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:27:58 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 

Spiked Amount 200.000 
2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-l242 

23) L6 Aroclor-1248 4.44 
24) L6 Aroclor-1248 

m 
4.97 

25) L6 Aroclor-1248 5.29 
26) L6 Aroc~lor-1248 6.06 
27) L6 Aroclor-1248 6.28 

Sum Aroclor-1248 
Average Aroclor-1248 

28) L7 Aroclor-1254 6.39 
29) L7 Aroclor-1254 

~~ 
6.84 

30) L7 Aroclor-1254 7.00 
31) L7 Aroclor-1254 7.44 
32) L7 Aroclor-1254 8.28 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.92 

4.64 
5.20 
5.59 
5.'74 
6.09 

6.57 
7.15 
7.58 
7.76 
8.57 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#l ng#2 

3149. OE6 7272.5E6 273.654 261.307 
Recovery = 136.83% 130.65% 

819.4E6 1922.4E6 230.468 247.731 
Recovery = 115.23% 123.87% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

24435971 68628004 39.412 46.008 
102.6E6 534.6E6 292.186 238.555 
132.5E6 426.1E6 294.607 267.740 
190.6E6 155;9E6 233 .0'12 10'1. 3~1:5 

60613909 79962930 96.899 102.554 
510.7E6 1265.2E6 956.177 762.171 

191.235 152.434 

79381618 150.6E6 110.237m 87.848 
140.4E6 343.0E6 315.078 248.104 
147.7E6 183.3E6 170.200 175.251 

99871159 193.9E6 148.059 123.933m 
172. 9E6 273.9E6 187.697 143.904 
640.2E6 1144.7E6 931.271 779.040 

186.254 155.808 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

# 

RPCB1212.M Fri Dec 13 14:03:41 2013 El3-l2303 0 0'6:3': 1 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5893.D 

( QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 19:46 

ALS Vial 

JS 
S-52(0-1,E13-12303-007,S,5.64g,72.1,20 
131212-05,12/12/13,12/11/13,1 
12 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:27:58 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

RPCB1212.M Fri Dec 13 14:03:41 2013 El3-l2303 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5893.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 19:46 
JS 
S-52(0-1,E13-12303-007,S,5.64g,72.1,20 
131212-05,12/12/13,12/11/13,1 
12 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:27:58 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj . 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.8e+08 
~ 

" 1.6e+08 
N 

1.4e+08 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

0 

r , 1 1 1 1 

Time 3._oo. 4.oo 
ReSPonse 

4e+-08 

3.5e+08 

3e+08 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

Time 3.Qo 4.00 

"' 
~ 14 "' ~ ~ 

~ 

~ ~ ~ 
"- "- "-0 

.~ I j 
' 

5.00 

5.00 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5893.0\ECD1 B.CH 

'l ~ i:l~ ~ 
~ 
N 

~ 

"'" 
~~ "' ~ 

~ ~ u ~ ~ 
:5 66 "- "-0 0 

Pl J ~ 
' ' I ' ' I 

6.00 7.00 8.00 9.00 
Signal: RSS93.DIECD2A.CH 

6.00 7.00 8.00 9.00 

RPCB1212.M Fri Dec 13 14:03:42 2013 

~ 
~ 

~ 

" n 
I ' ' I ' ' I ' 

10.00 11.00 12.00 

10,00 11.00 12.00 

El3-l2303 

I 
13.00 14.00 

13.00 14.00 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5896.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 20:39 

ALS Vial 

JS 
R-52(0-1,E13-12303-010,S,5.51g,29.0,20 
131212-05,12/12/13,12/11/13,1 
15 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:32:01 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

23) L6 Aroclor-1248 4.43 
24) L6 Aroclor-1248 

Hl 
4.97 

25) L6 Aroclor-1248 5.29 
~6) L6 Aroelor-124£ 6 ,(}0 
27) L6 Aroclor-1248 6.31 

Sum Aroclor-1248 
Average Aroclor-1248 

28) L7 Aroclor-1254 6.39 
29) L7 Aroclor-1254 

m 
6.84 

3 0) L7 Aroclor-1254 7.00 
31) L7 Aroclor-1254 7.45 
32) L7 Aroclor-1254 8.29 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.92 

4.64 
5.19 
5.58 
5.74 
6.09 

6.57 
7.17 
7.58 
7.76 
8.57 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2713. 3E6 6297.2E6 235.788 226.261 
Recovery = 117.89% 113.13% 

746.6E6 1628.5E6 209.972 209.859 
Recovery = 104.99% 104.93% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

2701206 6160044 4.357 4.130 
14681280 82959711 41.816 37.017 
15389710 47318872 34.227 29.734m 
2972Jl84 22)60303 36.3-43m .15.396 
14295748 22948313 22.854m 29.432 
76791129 181.7E6 139.596 115.709 

27.919 23.142 

26398014 43066054 36.659 25.128 
25987191 103.9E6 58.322 75.185 
33678527 53390172 38.817 51.053 
25604502 47523240 37.959 30.370 
39655892 78443047 43.056 41.210 

151. 3E6 326.4E6 214.812 222.946 
42.962 44.589 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

# 
# 

# 
# 
# 

RPCB1212.M Fri Dec 13 14:03:43 2013 El3-l2303 
Paqe: 1 

0066 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5896.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 20:39 

ALS Vial 

JS 
R-52(0-1,E13-12303-010,S,5.51g,29.0,20 
131212-05,12/12/13,12/11/13,1 
15 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:32:01 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
signal #1 Info 

compound RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25% {m)=manual int. 

RPCB1212.M Fri Dec 13 14:03:43 2013 El3-l2303 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5896.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 20:39 
JS 
R-52(0-1,E13-12303-010,S,5.51g,29.0,20 
131212-05,12/12/13,12/11/13,1 
15 sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:32:01 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Signal #2 Phase: 
Signal #2 Info : 

Signal: RS896.DIECD18:cH 

I I I I 

12.00 11.00 5.00 6.00 7.00 8.00 9.00 10.0Q 
Signal: Rs89e.o\Eci52A.tH-

;!; m ~~ $ ~ :" ~~ 

:;; ~~ 

• ~~ "' '"' ,.:" 

N ., 

5.00 6.00 7.00 _8_.00 9.00 10.00 11.00 12.00 

RPCB1212.M Fri Dec 13 14:03:44 2013 El3-l2303 

I I I 

13.00 

13.00 

I I 

14.00 

_14.00 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5899.D 

(QT Reviewed) 

Data Path 
Data File 
signal (s) 
Acq on 
Operator 
sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 21:31 

ALS Vial 

JS 
Z-50(0-1,E13-12303-013,S,5.92g,79.3,20 
131212-05,12/12/13,12/11/13,1 
18 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 11:30:08 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

23) L6 Aroclor-1248 4.43 
24) L6 Aroclor-1248 

m 
4.97 

25) L6 Aroclor-1248 5.29 
c26) L6 Arecier-1248 6.00 
27) L6 Aroclor-1248 6.27 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.92 

4.64 
5.19 
5.59 
5.74 
6.09 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

3354.6E6 7748.5E6 291.517 278.411 
Recovery 145.76%" 139.21%" 

832.8E6 1989.9E6 234.236 256.424 
Recovery 117.12% 128.21%" 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

36223795 81570715 58.425 54.684 
89515257 433.6E6 254.959 193.470 

120.9E6 345.4E6 268.953 217.023 
123. 5E6-- 167 .-SE-6 15-0' 9-47 115c34z 

67005118 50605232 107.116 64.902 
437.1E6 1078.7E6 840.400 645.423 

168.080 129.085 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25% (m)=manual int. 

# 

RPCB1212.M Fri Dec 13 14:03:45 2013 El3-l2303 0 0'6 '9"' : 1 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5899.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 21:31 
JS 
Z-S0(0-1,E13-12303-013,S,5.92g,79.3,20 
131212-05,12/12/13,12/11/13,1 

ALS Vial 18 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 11:30:08 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

~esponse 
2e+08 

1.5e+08 

1e+08 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5899.DIECD1 B.CH 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq on 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDChem\1\DATA\12-12-13\ 
R5900.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 21:48 
JS 
Z-50(1.0,E13-12303-014,S,5.27g,83.3,20 
131212-05,12/12/13,12/11/13,1 
19 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 11:19:11 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroc1or-1016 

Average Aroc1or-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

23) L6 Aroclor-1248 4.44 
24) L6 Aroclor-1248 

l1 
4.97 

25) L6 Aroclor-1248 0.00 
-26) L6 Aroelcor-1248 6 '{)0 
27) L6 Aroclor-1248 o.oo 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.92 

4.63 
5.20 
5.58 
5.74 
6.09 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

3404.7E6 7947.4E6 295.869 285.557 
Recovery 147.93% 142.78% 

976.9E6 2000.4E6 274.760 257.783m 
Recovery 137.38% 128.89% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

3241220 11172879 5.228 7.490m# 
3328727 19853617 9.481 8.859 

0 15605567 N.D. d 9.806 # 
6561570 1502.2037 8-.-02-3- 10.3-43 # 

0 7223659 N.D. d 9.265m# 
13131518 68877759 22.732 45.763 

7.577 9.153 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f);RT Delta > 1/2 Window (#);Amounts differ by> 25% (m);manual int. 

RPCB1212.M Thu Dec 26 10:43:25 2013 El3-l2303 o o"JI"'' 1 



Quantitation Report 

C:\MSDChem\1\DATA\12-12-13\ 
R5900.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 21:48 
JS 
Z-50(1.0,E13-12303-014,S,5.27g,83.3,20 
131212-05,12/12/13,12/11/13,1 

ALS Vial 19 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 11:19:11 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj . 
Signal #1 Phase 
Signal #1 Info 

·RespOn-se_ 

2e+08 

1.5e+OB 

1e+08 

5e+07 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5900.DIECD1 B.CH 

i!i 
~ 

M ~ ~ L~--: :; w 

0 N N ~ 
c c c 

"' J 
0 0 

:;; 

.~ .~ "' " " r,-r-T ' I I ' ' ' I ' ' ' I ' ' I 
,. 

Time 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14,00 
Response Signal: R5900.DIECD2A.CH 

~.5e+9~ 
w 

"' 4e+08 N 

3.5e+08 

3e+08 

2.5e+08 

2e+08 

1.5e+08 

1e+08 N 
m 

:: 
5e+07 

M 0 m 

"' N ~t!; 0 
~ <ri "'"' .; 

0 
~ II N 

"' 
c .. 

" "' " " 
Time 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 

RPCB1212.M Thu Dec 26 10:43:26 2013 E13-12303 oof~ge: 2 



Quantitation Report 

C:\MSDCHEM\1\DATA\12-12-13\ 
RS902.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 22:23 

ALS Vial 

JS 
Y-50(0-1,E13-12303-016,S,5.75g,74.1,20 
131212-05,12/12/13,12/11/13,1 
21 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:44:26 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

23) L6 Aroclor-1248 4.43 
24) L6 Aroclor-1248 

m 
4.97 

25) L6 Aroclor-1248 5.29 
2&) L6 Aroc-lor-'l24~ 6;()() 

27) L6 Aroclor-1248 6.26 
Sum Aroclor-1248 

Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.92 

4.64 
5.20 
5.59 
5.74 
6.08 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2980.6E6 6875.5E6 259.013 247.040 
Recovery 129.51% 123.52% 

796.2E6 1981. 4E6 223.918 255.332 
Recovery 111.96%- 127.67%-

0 0 N.D. N.D. 
0.000 o.ooo 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

273.8E6 584.0E6 441.547 391.532 
134.0E6 784.7E6 381.617 350.121 
323.8E6 614. 2E6 720. 034m 385.925 
~275 .no 426 .9Eo 337.0~52 2 87 .~CJ.46 
195.3E6 261.4E6 312.274 335.304 

1202.5E6 2661. 2E6 2192.526 1749.929 
438.505 349.986 

0 0 N.D. N.D. 
0.000 o.ooo 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

# 

RPCB1212.M Fri Dec 13 14:03:47 2013 El3-l2303 oi5TI= 1 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\12-12-13\ 
R5902.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 22:23 
JS 
Y-50(0-1,E13-12303-016,S,5.75g,74.1,20 
131212-05,12/12/13,12/11/13,1 
21 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 10:44:26 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase Signal #2 Phase: 
Signal #1 Info Signal #2 Info : 

Response_ Signal: R5902.D\EC01 B.CH 

1.6e+08 ~ 

" N 

1.4e+08 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 ~ 
~ 

~ 
N 

2e+07 .,; ~ 
N 
<ri 

0 

X 

" "' <.> <.> 

Time 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 
Response Signal: R5902.DIECD2ii.CH 

3.5e+08 ill 
N 

3e+08 

2.5e+08 

2e+08 

1.5e+08 

1e+08 ~ 
:: 

5e+07 : i'l :il;! 
~ ~.,; 

0 
~ N 

N 

" '- ;: N 

X " " " <.> <.> 

:Time 3,00 4.00 5.00 6.00 7.00_ 8.00 9.00 10.00 11.00 12.00 

RPCB1212.M Fri Dec 13 14:03:48 2013 El3-l2303 

13.00 14.00 

1~00 1_1.00 

oof.itge: 2 



Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

Integration 
Integration 
Quant Time' 
Quant Method 
Quant Title 

Quantitation Report 

c,\MSDChem\~\DATA\R_Dec_~3\~2-~2-~3\ 
R5903.D 

(QT Reviewed) 

Signal #~' ECD~B.CH Signal #2' ECD2A.CH 
12 Dec 2013 22,40 
JS 
Y-50(1.0,E~3-12303-017,S,5.67g,33.0,20 

~3~212-05,12/12/13,12/11/13,1 
22 Sample Multiplier, 1 

File signal 1: EVENTS.E 
File signal 2: EVENTS2.E 
Dec 13 13:56:56 2013 

C:\MSDCHEM\1\METHODS\RPCB1212.M 

QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: Chemstation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 

RT#2 

Signal #2 Phase: 
signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

1) S TCMX 2.74 2.56 2505.1E6 5380.7E6 217.698 193.333 
96.67% 

259.403m 
129.70% 

Spiked Amount 200.000 Recovery = 108.85% 
2) S DCB 12.08 11.92 825.5E6 2013.0E6 232.175 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

23) L6 
24) L6 
25) L6 
26) -L6 
27) L6 

Sum 
Average 

Aroclor-1248 
Aroclor-1248 12 
Aroclor-1248 3 
AreelceJC~-li248 ~ 4

5 Aroclor-1248 
Aroclor-1248 
Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

4.44 
4.97 
5.29 
5.9~9 

6.27 

Recovery 116.09% 

0 

0 

0 

0 

0 

0 

0 

0 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

4.64 23302.7E6 48471.6E6 37584.399 32494.972 
5.20 5226.0E6 31517.2E6 14884.812 14063.176 
5.59 6810.3E6 20979.0E6 15146.181 13182.866 

~-5."7~4~ ~ 49cL"L"7B6 16395,4E66008~13i1- lli288,-747 # 
6.08 5586.4E6 3965.9E6 8930.514 5086.308 # 

45839.0E6 121329.1E6 82554.037 76116.069 
16510.807 15223.214 

0 0 

0 0 

0 0 

0 0 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

RPCB1212.M Man Jan 20 11:43:02 2014 El3-l2303 0 cl''fb-: 1 



Quantitation Report 

C:\MSDChem\1\DATA\R_Dec 13\12-12-13\ 
R5903.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 22:40 

ALS Vial 

JS 
Y-50(1.0,E13-12303-017,S,5.67g,33.0,20 
131212-05,12/12/13,12/11/13,1 
22 sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 13:56:56 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.5e+09· 

1e+09-

5e+08 

Time 
.Response_ 

1.5e+09 

1e+09· 

5e+08· 

!ime 

RPCB1212.M Mon Jan 20 11:43:03 2014 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5903.DIECD1B.CH 

Signal: R5903.DIECD2A.CH 

El3-l2303 



File :C:\MSDChem\1\DATA\R_Dec_13\12-12-13\R5903.D 
JS Operator 

Acquired 
Instrument 
Sample Name: 
Mise Info 
Vial Number: 

Response 

2.1e+O 9 

2e+09 

1.9e+09 

1.8e+09 

1.7e+09 

1.6e+09 

1.5e+09 

1.4e+09 

1.3e+09 

1.2e+09 

1.1e+09 

1e+09 

9e+08 

8e+08 

7e+08 

6e+08 

5e+08 

4e+08 

3e+08 

2e+08 

1e+08 

Time 

12 Dec 2013 22:40 using AcqMethod RPCB1212.M 
GC R 

Y-50(1.0,E13-12303-017,S,5.67g,33.0,20 
131212-05,12/12/13,12/11/13,1 
22 

Signal· R5903 -i5\ECD1 B CH 

IL A \A lAM w 0 ~-~_jl ~A 
3.00 4.00 6.00 7.00 8.00 9.00 10.00 

A.A A A 

11.00 12.00- 13.00 14.00 

El3-l2303 0077 



File :C:\MSDChem\1\DATA\R_Dec 13\12-12-13\R5903.D 
JS Operator 

Acquired 
Instrument 
Sample Name: 
Mise Info 
Vial Number: 

-
9 

Response 

2.1e+O 

2e+09 

1.9e+09 

1.8e+09 

1.7e+09 

1.6e+09 

1.5e+09 

1.4e+09 

1.3e+09 

1.2e+09 

1.1e+09 

1e+09 

9e+08 

8e+08 

7e+08 

6e+08 

5e+08 

4e+08 

3e+08 

2e+OB 

1e+08 

Time 

12 Dec 2013 22:40 using AcqMethod RPCB1212.M 
GC R 

Y-S0(1.0,E13-12303-017,S,5.67g,33.0,20 
131212-05,12/12/13,12/11/13,1 
22 

Signal' R5903 D\ECD2A CH 

A ~ ~ j ~~ML ~ 
I I~ 

3~00 4.00 5.00 
c 

7.00 
c 

8.00 
c 

9~00 10~00 

A ~l!\_ 
• I_ 

11.00 12.00 13.00 

El3-l2303 0078 

14.00 



Quantitation Report 

c,\MSDCHEM\1\DATA\R_DEC_13\12-13-13\ 
R5915.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq on 
Operator 
Sample 
Mise 

Signal #1' ECD1B.CH Signal #2, ECD2A.CH 
13 Dec 2013 11,18 

ALS Vial 

JS 
Y-50(1.0,E13-12303-017DL,S,5.67g,33.0,20 
131212-05,12/12/13,12/11/13,40 
26 Sample Multiplier, 1 

Integration File signal 1, EVENTS.E 
Integration File signal 2, EVENTS2.E 
Quant Time, Dec 13 13,55,19 2013 
Quant Method c,\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14,04,22 2013 
Response via Initial Calibration 
Integrator' ChemStation 6890 Scale Mode, Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.74 
Spiked Amount 200.000 

2) s DCB 12.08 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

23) L6 Aroclor-1248 4.44 
24) L6 Aroclor-1248 

m 
4.97 

25) L6 Aroclor-1248 5.29 
26) ii6 Aroclor-1%4·6 · 6.00 
27) L6 Aroclor-1248 6.27 

sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.92 

4.64 
5.20 
5.59 
5. '74 
6.08 

Signal #2 Phase' 
Signal #2 Info ' 

Resp#1 Resp#2 

84132363 172.0E6 
Recovery 

23499241 51543330 
Recovery 

0 0 

0 0 

0 0 

0 0 

800.5E6 1726.4E6 
202.0E6 1237.4E6 
259.5E6 877.9E6 
201. 3E6 708 ,6·E6· 
190.2E6 199.1E6 

1653.5E6 4749.4E6 

0 0 

0 0 

0 0 

0 0 

ng#l ng#2 

7. 311 6.178 
3.66% 3.09% 

6.609m 6.642m 
3.30% 3.32% 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

1291.103 1157.361 
575.474 552.124 
577.126 551.650 
246.076 48"1-.867 
304.106 255.396 

2993.885 3004.399 
598.777 600.880 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

N.D. N.D. 
0.000 0.000 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25% (m)=manual int. 

# 

RPCB1212.M Men Jan 06 11,00,42 2014 El3-l2303 



Quantitation Report 

C:\MSDCHEM\1\DATA\R_DEC_13\12-13-13\ 
R5915.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq on 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
13 Dec 2013 11:18 

ALS Vial 

JS 
Y-50(1.0,E13-12303-017DL,S,5.67g,33.0,20 
131212-05,12/12/13,12/11/13,40 
26 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 13 13:55:18 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

:Response 
1e+08 

9e+07 

8e+07 

7e+07 

6e+07 

5e+07 

4e+07 

3e+07 

2e+07 

1e+07 

0 

Time 2.00 
Response 

2e+08 

1.5e+08 

1e+08 

5e+07 

;Time 2.00 

3.00 

II\ 
N 

ll 
" " " 

3.00 

4.00 5.00 6.00 

~ 

N NN N 

~ ~~ ~ 

4.00 5.00 6.00 

RPCB1212.M Mon Jan 06 11:00:43 2014 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R5915.D\ECD1B.CH 

7.00 8.00 9.00 10.00 11.00 12.00 
Signal: R5915.DIECD2ACH 

7.00 8.00 9.00 1.Q.OO. .11-00 12.00 

El3-l2303 

13.00 .14.00 

13.00 14.jl0 



Data Path 
Data File 
S1gnal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

Quantitation Report 

C: 'MSDCHEM'1 'DATA',12-16-l3', 
Y3533.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
16 Dec 2013 13:12 
JS 
PB-43,E13-12303-019,A,1000ml.100.5 
131213-08,12/13/13,12/11/13,1 
10 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 16 15:20:05 2013 
Quant Method C"MSDCHEM,hMETHODS',YPCBl120 .M 
Quant Title 
QLast Update Fri Dec 13 09:53:34 2013 
Response via Initial Calibration 

(QT Reviewed) 

Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#l 

System Monitoring Compounds 
1 I s TCMX 2' 7 7 
Sp1ked Amount 200.000 

2) s DCB 12.05 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Averag-e- Aroclor-1261J 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

Signal #2 Phase: 
Signal #2 Info 

RT#2 Resp#l Resp#2 

2 .88 3949.9E6 8513. 7E6 
Recovery 

12. 45 1012.0E6 2561 . 3E6 
Recovery 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

ng#1 ng#2 

233.824 247.071 
116.91% 123.54% 

148.241 149.656 
74.12% 74.83% 

N D. N .D. 
0' 000 0. 000 

N. D. N .D. 
0. 000 0 .000 

N.D. N. D. 
0.000 0. 000 

N D. N. D. 
0 .000 0 .000 

N .D. N. D. 
0. 000 0 000 

N .D. N .D. 
0 .000 0. 000 

N .D. N .D. 
o. 000 0 .000 

N .D. N .D. 
0 .000 0 .000 

N.D. N .D. 
0.000 0 .000 

(f)~RT Delta > 1/2 Window (#)~Amounts differ by> 25% (m)~manual int. 

El3-l2303 
YPCB1120.M Mon Dec 16 15:35:16 2013 GC_Y 

OOSl 
Page: 1 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:,MSDCHEM'1'DATA,12-16-13' 
Y3533.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
16 Dec 2013 13:12 
JS 
FB-43,E13-12303-019.A.1000ml.100.5 
131213-08.12/13/13.12/11/13,1 
10 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 16 15:20:05 2013 
Quant Method C:,MSDCHEM'1'METHODS,YPCB1120.M 
Quant Title 
QLast Update Fri Dec 13 09:53:34 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

2e+081 
~ 
~ 

1.8e+08 N 

1.6e+08 

1.4e+08 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

' 2e+07 !j 
: I' 

0 c_- .~ '·-------

':1 
'-' 

-.,____,..l::j.~r 
Time 3.00 
Response_ 

4.5e+oel 

4e+08 

3.5e+08 

3e+08 

2.5e+08 

2e+08 

1.5e+o81 

1e+08] 

,--,--~-,-

4.00 5.00 

Signal #2 Phase: 
Signal #2 Info 

Signal: Y3533D\ECD18 CH 

----- .... _ ·~--

, 1-----,--,----y-·...,.·-· ,- -r-' 
6.00 7.00 8.00 9.00 

Signal: Y3533D\ECD2ACH 

~ 

'-' ... ·---,-----P··. 
10.00 11.00 12.00 

-,---,. ·-~T--r·-,. ·--,-

13.00 14.00 

I 
5e+07 \ 

o--JL ___ _ ---------------

i! 
-~~~-----~ 

Time 
YPCB1120 .M 

ll 
l1 
'-' 

·~F,~T-...,----:····1 ; < 

3.00 4.00 5.00 6.00 
Mon Dec 16 15:35:16 2013 GC_Y 

7.00 8.00 0082 
Page: 2 



INTEGRATED ANALYTICAL LABORATORIES 

Lab ID: BLKS131212-05 
Client JD: PCB 
Date Received: NA 
Date Extracted: 12/12/2013 
Date Analyzed: 12/12/2013 
Data file: R5882.D 

Compound 

Aroclor-1 0 16 
Aroclor-1221 
Aroclor-1232 
Aroclor-124 2 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D - Dilution Performed 
J --- Value Less than RL & great than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

NO 

Page 1 of 1 

Q 

GC Column: DB-5/DB 170 I P 
Sample wt/vol: 5g 
Matrix-Units: Soil-mg/Kg (ppm) 
Dilution Factor: I 
%Moisture: NA 

RL MDL 

0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 

0.040 0.016 

B -- Compound detected in Blank 

C - Common laboratory contamination 

El3-l2303 0083 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDChem\1\DATA\12-12-13\ 
R5882.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Dec 2013 16:18 
JS 
PCB,BLKS131212-05,S,5g,0,20 
NA,12/12/13,NA,1 
2 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 12 16:32:59 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 

System Monitoring Compounds 
1) s TCMX 2.73 
Spiked Amount 200.000 

2) s DCB 12.09 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

sum Aroelor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

2.56 

11.93 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 

2466.8E6 5925.0E6 214.362 212.888 
Recovery 107.18% 106.44% 

719. OE6 1670.0E6 202.219 215.202 
Recovery 101.11% 107.60% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

RPCB1212.M Fri Dec 13 13:46:59 2013 El3-l2303 



Quantitation Report 

C:\MSDChem\l\DATA\12-12-13\ 
R5882.D 

{QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECDlB.CH Signal #2: ECD2A.CH 
12 Dec 2013 16:18 

ALS Vial 

JS 
PCB,BLKS131212-05,S,Sg,0,20 
NA,12/12/13,NA,1 
2 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 12 16:32:59 2013 
Quant Method C:\MSDCHEM\1\METHODS\RPCB1212.M 
Quant Title 
QLast Update Thu Dec 12 14:04:22 2013 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj . 
Signal #1 Phase Signal #2 Phase: 
Signal #1 Info Signal #2 Info : 

:Response_ Signal: R5882.DIECD1B.CH 

1.4e+08 
::' 
N 

1.2e+08 

1e+08 

8e+07 

6e+07 

4e+07 

2e+07 

0 
___________________ __L'~~------ .. 

" " " 
m 

" ~~~--,-~~~-r,-r,~~-r.-~~T<-r,-,-,~_,.,,.~~-..-.. -..-~-.T<~~ .. -..-·,-,~1 
Time 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 . 

Re~rtf'e"..'ili!; Signal: R5882.DIECD2A.C.H 

~ 
~ 

3e+08 " 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

0
~~L _____________________ iL _____ _ 

3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.oo_J4.oQ 

RPCB1212.M Fri Dec 13 13:47:00 2013 El3-l2303 



INTEGRA TED ANALYTICAL LAB ORA TORIES 

Lab ID: BLKAl312l3-08 
Client ID: PCB 
Date Received: NA 
Date Extracted: 12/13/2013 
Date Analyzed: 12/16/2013 
Data file: Y3525.D 

Compound 

Aroclor- I 0 16 
Aroclor- I 221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-I254 
A roc! or-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

D --- Dilution Performed 

J ---Value Less than RL & greater than MDL 
E --- Exceeds upper level of Calibration curve 

PCB's 

Concentration 

NO 
NO 
NO 
NO 
NO 
NO 
NO 
NO 
NO 

NO 

Page 1 of 1 

Q 

GC Column: DB-5/DB1701P 
Sample wUvol: I OOOml 
Matrix-Units: Aqueous-J.tg/L (ppb) 
Dilution Factor: I 
%Moisture: 100 

RL MDL 

0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 
0.050 0.020 

0.050 0.020 

8 ---Compound detected in Blank 
C ---Common laboratory contamination 

El3-l2303 0086 



Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

Quantitation Report 

C:,MSDCHEM'l'DATA,l2-16-13' 
Y3525.D 
Signal #1: ECDlB.CH Signal #2: ECD2A.CH 
16 Dec 2013 10:54 
JS 
PCB.BLKA131213-08.A.1000ml.100.5 
NA.12/13/13.NA.1 
2 Sample Multiplier: 1 

Integration File signal 1: EVENTS E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 16 15:16:17 2013 
Quant Method C:,MSDCHEM'1'METHODS,YPCB1120.M 
Quant Title 
QLast Update Fr1 Dec 13 09:53·34 2013 
Response via Initial Calibration 

(QT Reviewed) 

Integrator ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal Jtl Phase 
Signal #1 Info 

Compound 

System Monitoring 
1) s TCMX 

RTI/1 

Compounds 
2.77 

Spiked Amount 200. 000 
2) s DCB 12. 05 
Spiked Amount 200 .000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
A.verage Aroclor-1268 

Signal #2 Phase: 
Signal #2 Info 

RT#2 Resp#1 Resp#2 

2. 88 4170.7E6 9067 . 2E6 
Recovery 

12. 45 1054.1E6 2818. 4E6 
Recovery 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

0 0 

ng#l ng#2 

246.897 263.134 
123.45% 131.57% 

154.405 164.673 
= 77.20% 82.34% 

N. D. N. D. 
0. 000 0 .000 

N D. N. D. 
0. 000 0. 000 

N .D. N .D. 
0. 000 0. 000 

N .D. N .D. 
0 .000 0. 000 

N. D. N .D. 
0 .000 0. 000 

N .D. N .D. 
0 .000 0. 000 

N .D. N. D. 
Q . 00.0 0 ,.\).QQ 

N D. N.D. 
0 .000 0 .000 

N D. N D. 
0. 000 0 .000 

(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

~PCB1120.M Mon Dec 16 15:26:37 2013 GC_Y El3-l2303 0087 
Page: 1 



Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

Quantitation Report 

C:,MSDCHEM'1'DATA,12-16-13' 
Y3525.D 
Signal #1: ECD1B. CH Signal #2 ·. ECD2A. CH 
16 Dec 2013 10:54 
JS , 
PCB.BLKA131213-08,A.l000rnl,100.5 
NA.12/13/13,NA.1 
2 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Dec 16 15:16:17 2013 
Quant Method C:,MSDCHEM'1'METHODS,YPCB1120.M 
Quant Title 
QLast Update Fri Dec 13 09:53·34 2013 
Response via Initial Calibration 

(QT Reviewed) 

Integrator: ChemStation 6890 Scale Mode Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal Ill Info 

ResRonse 
2.2e+OBj 

2e+08'1 

1.8e+08. 

1.6e+08 

1.4e+08 

1.2e+08' 

1e+08 

8e+07: 

6e+07 

4e+07 

2e+07 

Signal #2 Phase. 
Signal #2 Info 

Signal: YJ525D\ECD1 B.CH 

,--~,------,--,-·,------,----r------,-l--,------,--·~-- ,------,----,--y--r-,--~-----.----, 

Time 
Response_ 

3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 
S1gnal: Y3525D\ECD2ACH 

4 5e+081 

4e+08 

3.5e+08 

3e+08 

2.5e+08 

2e+08 

1.5e+08 

1e+08 

5e+07 

0 
~ 
~ 
~,.,.-~~ r-~~~~ ~~--,~-~-,-~ 

Time 3.00 4.00 5.00 6.00 7.00 
YPCB1120 .M Man Dec 16 15:26:38 2013 GC_Y 

8.00 9.00 10.00 

1

1 1 
L'~ ------------

~ 

" ~....,---, --fl-r--.----,--, ~~]--.-----, 
11.00 12.00 13.00 14.00 

0088 
Page: 2 



SAMPLE TRACKING 

E13-12303 0089 



11J1JfJ IAL Integrated Analytical Labs Contact Ua: 973 361-4252 

-~ 273 Franklin Rd fax: 973 989-5288 
~"~· '"'-" "''"'"1''"" '--•"u'"""~"' ,r..c Randolph, NJ 07869 Web: www.ialonline.com 

Turnaround Time 1 start~ th<' fQIIowin>! da.1 if samples rcc' d at lab > 5PM) 

~_:.....: _____ .....: __ _o_"-------J------'-"'"""'""''--'-------j <·tab notification is required for RUSH 'I' AT prior to sample arrival. RUSH TAT IS NOT GUARANTEED WITHOUT LAB 
2109BridgeAve.,Bldg.B Adllrus: same ·\PP"RO\' • .\L. **RUSH SlJRCHAHGE.S \VtLL APPLY IF ABLE TO ACCOI\'11\IODATE 

8742 'IIC- !\lUST CHOOSF RushTAT( t.NJ( 

,_.;_ __ '_;(732) 2 

IFu.#: (732 

~'II C - !\lUST t I Rush TAT ChO~ ••IRepo~~ormai EDDs 

l"i-2144 Attn: NJEPHDRO(SdayTAn NJEPHFractionated(SdayTAT) I••·" NJ EPH Fractionated (S day TAT) 
:J 

) 295-2150 FAX I (732) 295-2150 NJ EPH- C40 (5 day TAT) 

Projed M~: James Clabby INVOICE TO: DRO.SOlS (3.! da: - QAM02:! (5 day TAT) 

24hr-100%... ~uced) 
481u-·7S% ••.• 

~edcustom 
EDD 

EMAIL AddftSS:jclabby@jmceJlvironmental.com dllras: 4 Tri Halbor Coun 

-!dayTAT) QAM02:!(SdayTAT) 172hr-SO%.... Regulatory· 
, , -··-··--·-- - 96 1u- _ )S%.... 15% SID"Cbarge 

I h Prh;lj,'l• 'I~· ..;1<1 ~ ""k oml~" nthoorwi<•• <liPI'ifio•d 5 day. 25%.... applies ~ I NO EDD/CD 

SIIDlpler: SteveKO$dl.OlrisCho 1ronWashington.NYll050 lz4m-•• 48hr** ntn-·1<'1· %hr** I wk.... 1 6·!tdaylO% (.-!~~::.., I REO'D I 

Project Name: Arsynco witb copy to: JMC Environmental (illtn. J.ICJabby)) lotmr** (specify): I : l I I 
• CoolerTetq~_<:Q._ "C 

ProjectLotatioo(Stale): NJ tto: Ed Kelly Hard Coov: Std 3week * Olhc,·- C<Jll for price ., Po# 22126 ..... 
tQoot• # ' SR041205 """ "''"" · f.' 

f'W·Driid:iugWatet o\Q-Aqlieoos ww::wa~Waler .- ~ 

SAMPLE INFORMA 'FION jm- Oil UQ -l.iqllid(Speclty>. OT- OtllerkSpecify> ~ ~. 
-Soil SL-Siudge SOL-Solid W-W¥1 ;D" . 

I I ""' ·1'..1 ~ 
Client ID Depth (ft only) Da~ I Time I ~ ~~r~ IAL' ~ \,: 

ANALYTICAL PARAMETERS 

1-b.!lu/Q-/J)l ta.Jillr~ 1)0'.3-5'"1 <; I l I I I X 

I -!;'!!.. /J , () -!Lii\ I Q:3(d -~ I I I 2-- I+ I X' 
1- s-:;.. -!ll.n~~ ~ Jo~~ I s I t I 3 It I)( 

11'-.'0. lii-l.o) 
I-.t;'? -!J.o-2.o\ 

I '"'1-s-!L /1 .n~6 

11/·.!lo 1 -z; 1 1 1 tt 1 x 

1 J ~~ I <p I , I s I , lx 
l/$)~r-1 I 1 I h It lx 

S- S!l_ 7 a -l, 0 '\If IJ?-JS'I <1) I/ 17 lx 
S-!i'i 71 .o~141 lJ~l.J71 ~ 11 I ~ I'} IX' 

Yes or No Describe: leone. Expect.ed: Low Med Hi~ 
~ 

\IDL Rh1: GWQ:-i 1lllll;;:·) · SRS- SRS!IGW - SRS I 

Please print legibly ant! fill out • 
>..-< 

. . 'iamni.P.s citlnot be processedland the 1 time wiU not .nan umu "'~-' 

t:arrie1f--L~k one): J"• Client Courier Fei.!h/liPS .... --W
f---1-

'"""f-1"', I --l:c)--
[ ........ cJ~ 
~ \lNnf>irs· 

-- J~ b/n '!.JJ 

~('f.;, 

~~ 
LAB COgS- WHITE &YELLOW~ CLIENT COPY -PINK 

~ 
0 

,..,...._,. __ -~~.-.;......~ •• _....,..._.,-''"-'"'"'"a ••• """ 

~st ;:?=~ 
u "-.... l 

have been resolved. 

Tim~ 

="'iS'" 
\"-'2') 

-OTHER (SEE I 

Comments: 

Lab Case# 

[ L '2";,03, I 

#BOTI'LES& 
PRESERVATIVES 

lg li I~ I~ I~ I! 

IPAGE, -, "' ';3 I 

10/,010 rAV 



IIJfl IAL Integrated Analytical Labs Contact U•: 973 361-4252 

-~ · 273 Fn~nklln Rd fax: 973 989-5288 

~•·<F·''"' "'"'""''··"'"'''''·'~"···"l'r; Randolph, NJ 07869 Web: 

Turnaround Timt· lotart.~ th~ fnllowin;:> dn~ if samples. rec'd at lah > 5PJ\.f) 

1-------------------f-------'==-""""''---!-------JI''Lab notification is required fur RUSH '1',.\T prior to sample arrival. RUS.H TAT IS NO] 
..\1'1'1-lO\- ,\ L. "'"RUSH SURClt-\RGES "'JLL APPLY IF ABLE TO ACCO:\nifOOATE 

i: (732) 295-2144 

ls.mple:r: Stne. K.: ic l'ho 

•: Mynoo 

1: NJ 

lootde Order #: 

(Quote#: SR04120S 

SAMPLE INFORMATION 

I••·" 
!) 195-2150 

"u 

Q __ ,n,NY 11050 

():JMC 

~un: EdKeUy 

~~ 22126 

.•. pt.by)) 

fipmplcMeJN 

AQ · Aqueom WW -'WasreWater 

01- Oil LIQ- Liquid (SpOOfy) OT- Oilier (Specify) 

S - SW SL- Sludge SOL - Solid W - Wipe I 

Client ID Depth (ft only) Date ~ ~~ 
-S:-:5' (1.0~1,.( I \~111t:; Ill: !fl I 4, I \ 

,-5:; o~J •. I ;5/'l ? I l 
~-52 11 ,o~ \g:,l s ll 
il-.t1 7i.o -3,, 1\DIT 5_U 
z-so ft?-1 .Ll :J() I ' 
2-50 7;A .• 'Ii...11 ~ :J,a. I ' 
z~.r:;o 79 .n~.<.r\ , I ; :;s-1 ' 

,. 't -512 vzo ,.J.cyl 
Known Hazard: Yes or No Describe: 

\V 12 ~4,2T ( 
,._ F.YN>I'ted: LGw Med Higl 

Pleasf..!frinl legibly an4 fill S CURTWJoep 

~ 
Carrit-l(v twek one): __ ~AL Courier __ Client Courier ____ f<"'edEtil!PS 

I s~ :i .... 1' ... "''-~'"'' z)i0)i)!l/II/Bt~ s 
... , ..... w ... -oo -- --

~
of:ll~l. ......,.w''' ""'" .] t.#YJt/13 

lby: 

- lby: 

LAB"'"'O" 
o.D 
f-' 

YELLOW; CLIENT COPY. PINK 

r.·ll1«';o......nt• .....:1 :sartin<la\!;koooh\Deslrtoo\Corov cl PCB IALCOC 

b•ut · . MtiST, 

NJ EPH DRO (5 lilly TAT} 

NJ EPH -C40(5dayTAT) 

DRo.IOIS (3.5 day TAT) 

:: Sid 1 ~<k 

"" ...... 4Shr"'"' 

lrnherto• (.specify): 

IHa['d Coov: Std 3 week * 

( 
~ 

IAL- ....s • 
~ -t 

"\ I" IX 
to I x 

u ]#]X' 
l'l- I•IX 
l'!> I X 

tit lo~IX 
I~ II]X 
l,k, I X 

NJ EPH! Fradio.Dated (Sday TAT) 

QAM025 (5 dlly TAT) 

.... dfi, 

72 hr** 96\n••• lwk*"' 

Other - calll'ur price 

ANALYTICAL PARAMETERS 

IRBTAT~·· EDDs 

0 
~ 

24 hr ·100% •.• 

72hr-541%.... Regulatory. 
96hr-35% .••. 15%Surcbargc 

48hr-75% .••. , EDD 

Sclay-25%.,.. :applleo; NOEDDICD 
6-9day 10% ou... REQ'D 

Prih 

I ~T- ~"CJ 
#B01TLES& 

PRESERVATIVES 

lg I~ I~ li I~ I 1 

\lllL Req: G\lQ:-i I ll/115,)- SRS- SRS/IGW - SRS R~sidfntial· OTHER (SEE 

time wiU not start until any ambiguities have been resolved. 

~ Dol< I Tim• 

W.,:l//.f5J5':• IS'" /.J74i 
Comments: 

ri\ lt\131 ll?5 

Lab Case# 

D~3J EAGE• v. "' ~- .fl 

• 

10/2010 rev 

.f 
·~ 



iiAL 
".m.tycoo,; \.>Oo··•oonq,, lLG 

Integrated Analytical Labs 
273 Franklin Rd 

Contact Us: 973 361-4252 

fax: 973 989-5288 

Web: I 

d Tinw I start~ 1 ~ da~ if samples .-ec'd at lab> SP~I) 

~ 
~ , __ IUclo 

5, Inc. pt' TH I"'L~h notification i~ rertnired for Rt:SH TAT pri01• to .~ample .arrival. RUSH TAT IS NOT GUARANTEED WITHOUT LAB 
-1.PPROV.il. **RUSH SURCHARGES V\'LLLAI'PLY II<' ABLE TO ACCOMMODATE 

I, NJ08742 

ln~lepOOne #: 

IF.-x II: (732) 295-2150 

1.,,, 
'FAX#( 

-
~ TO: I Aceto Corp. 

~'HC - 1\WST C 

NJ EPH DRO (5 dlly TAT) 

NJ EPH • C40 (S day TAT) 

DRo.801S (3-S day TAT) 

NJ EPU: Fractionated {5 .boy TAn 

QAMOZS (S&!y TAT) 

: Std 2 wk unless otherwis~ 'n<>dficr~ 

ls.mpk1': Stevt. Koscl\,CbrisC'h< 

: Arllynco 

•l~nt.): NJ 

l\ Washin%t(ln, NY ll{l51) 

!<with oopy to: JMC I 

: EdKeUy 

.: J. ielabby)) 

lz4 hr.. 4S m•• 
~r"'• (speciry): 

IHard Coov: Std 3 week * 

~ 

.... , SR041:WS ._.,"' ~--
DW-Drink:ingWacer AQ-Aqut:om WW-'WIISteWa~e~: _ ' 

" ' SAMPLE INFORMA1JION 1-0il UQ-Uquid(Specify) OT-Otber(Spocify) ! ·. 
S - Soil SL - Slu;l&e SOL - Solid W - Wipe ; 

• u ' . ' Client ID Depth (ft only) Date M.lrix rontainer IAL' 5 \. 
__ s_ 1-

'f-5() fl .D~,L: JDJJil!2,\21-!41 "'l1 I I \17 1-J I X 
tt?Y~,o~;.c ~ --'IQ,')/~ ~ II I t 8 I*IX , _ ~:o~ tt~- ..!2- LS x 

~I I I X 

I I I X 

I I I X 

X 

X 

72ht*"' %hr'** 1 wk•• 

Otht·o·- call for price 

ANALYTICAL PARAMEIERS 

IRIIIIhTATI 1:Forma EDDs 

besniP~ 
14 hr -100%... ----
43br-75%.... labapprovedcustom 
7lhr·SO%.... EDD 

%hr-3S% .... 
Sday-25% •... 
6-9day 10% 

NO EDDJCD 
REQ'D 

CoolerTe.q,_~ "C I 
#BOTTLES& 

PRESERVATIVES 

lgltl~lil~ls 

Yes or No Describe: lcoDC- Expected: Low Med Rig~ '1VL Re11: mVQS 111/HS)- SRS- SH.S/JG~\ - SRS R,•sidrnlisl- OTHER (SEt:: C 

'and liU out j P/easrr!------r- s cannot be processed ~nd the l I time will not a~«u utuu uny 

carrie•t;heckone): ---!<\I ( ()UrlCr __ Clicnl Courier __ Fcdf...x/UI'S 

I ~COmpooy _ ~ "'* ~ Tim< """~."'' ~JZ/11/(fSts 
).,, U ~.mL., /..1.J,, It~ rL· 

~ j.:· ~ 
~by: 
LAB COCJ ·WHITE & YELLOW; CUY.NT COPY- PINK 

<.0 
10 

C:\Oa:urrwdr.and ~\C<x>vd PCB IALCOC 

"J~~ f~klrB 1

ptt ;itt~ 11~: 
_L 

~/ 

+, 

Comments: 

Lab Case# 

I G 2~10 I Em· ·3 " 3 I 

1012010 rev 



PROJECT INFORMATION 

E 13-12303: ARSYN CO 

To: Jim Clabby 
JMC Environmental Consultants 
Fax: 1(732) 295-2150 
EMail: jclabby@jmcenvironmental.com; ab 

Report To 

JMC Environmental Consultants 
2109 Bridge Avenue 

Building B 
Point Pleasant, NJ 08742 
Attn: Jim Clabby 

Report Format P.O.# 

Reduced 22126 

Received 
At Lab 

Dec II, 2013@ 16:25 

Bill To 

JMC Environmental Consultants 

Aceto Corp. 

4 Tri Harbor Court 
Port Washington, NY 11050 
Attn: Mr. Ed Kelly 

TPHC 
Due 

NA 

Verbal 
Due 

Jan 20,2014 

Diskette Reg. 

* Any Conditional or Hold status will delay tina] hardcopy report sent date. 

SRPTXT 

** QC Requirement (must meet): NJ SRS 

Lab ID Client Sample ID 

12303-001 U-52(0-l.O) 

l~~ill'~.0-3 :: J';!-~2(;_1lf0:2.0) .· 
12303-003 U-52(2.0-3.0) 

12303~ T·S2{0.!J)) · · 
. ·-·~·? ' /.~. 

12303-005 T-52(1.0-2.0) 

j 230,3'00.6 .. · •· T-52(§~l-3.0) 
12303-007 S-52(0-1.0) 

11230~,Qll8 . s-s~f.o-~,o) 

273 Franklin Road 
Randolph, NJ 07869 
Phone: 973 361 4252 
Fax: 973 989 5288 

S-52(2.0-3.0) 

Depth Sampling Time Matrix 

0/1.0 12/11/13@10:35 Soil 

ii;Lo~.o ii I¥lll1~®l~:36 ~o,gr 
2.0/3.0 12/11113@10:38 Soil 

t9'M> >•• . ;if:UU!l3@'.fi:2ll ... · S!Jnj:· 
1.0/2.0 12/11113@11:21 Soil 

~-~ 2.dt3.o --- wwq_®I 1:23 ~on 

12/11113@11 :45 Soil 

.1=!11lf4P@I 1;47 J ~il 
12111113@11:49 Soil 

\2{ffll~Ujs1,·· :'s.~il 
12/11113@11 :59 Soil 

Jan 29, 2014@ 01:47 

Hardcopy 
Due 

Feb 05, 2014 * 

Page I of2 



Jan 29, 2014@ 01:47 

PROJECT INFORMATION 

E13-12303: ARSYNCO 

. ~¥!'¥t~ IJ!~(l>;fl) :. 
TCLPCB 

., f]i~l;lt!1d~5¥l ;,11 :.··.·~zil-.,·;~o~~i:< 
TCLPCB Analyze 8082A 

rcL.lfllf . -~~ .. 'Ctincel 

Extract & Hold(PCB) 

. TCJ.:JIB~. .~:: Jl11'1i ·. ~~il\ltJHI<ll ..• '. 
Extract & Hold(PCB) Analyze 8082A STD/2 WKS 12/25/2013 

''fCL.Tl>iiBll'· ·. 
• ·::,;;' •' c "~~- ~j0> i: ~yze ·~A:II it ~mli~ I i'I~712~J2o,i~,.: 

TCLPCB Cancel 8082A STD/2 WKS 12/25/2013 

t,:l>itf'!IL~ ~olct~fCB) . 
012 TCLPCB 

A)'ialyz(f .• • .cc~~2A): ,ll 12q'51zq~'3'.~ ~i i 
Cancel 8082A STD/2 12/25/2013 

-~~!'xtf.lliS<j!oi~<¥CB) ~:-·_ -:A:~raty~ .. -:·. 
013 TCL PCB 

_01~:'&~Cfil;;B; 
Extract & Hold(PCB) 

015 TCL~B~• ;iik: 
. ' ::~ _,_]ffL :,J:J:; 

Extract & Hold(PCB) 

Analyze 

AnalyZe 
•'Y,' 

Analyze 

ti'<•J, ll!J82Jf 
Analyze 8082A 

o_ 16 ~TCLl)ICB'' _ :->z;:,· ,_ -s~J>< · -
<All .. · .. atyi.e Jlilil!mt !!? 

·,.· -, -~--.-;B' 

017 TCL PCB 

-~ ll!; f[o1<l(PCB) 
->I><· ""'- --- · 

018 TCL PCB 

El;.tract /l<.Hold(PCB) 
','f··--·· """' ''"'' 

019 TCL PCB 

Project Notes: 

REV 1 taken by kim on 12/26/2013 10:02 
REV 01 DUE 1/9/14 

Analyze 8082A 

M<\ly>;e..,;. t'lr18o~~ .. 
Cancel 8082A 

Analyze 

Analyze 

&OS:! A 
/~--

8082A 

ACTIVATE TCL PCBS ON SAMPLE 014, PER CHRIS CHO. 

OTHERS REMAIN ON HOLD. 

REV 2 taken by melissa on Ol/06/2014 09:04 
REV 2 DUE 1/20 

srt>~: ~~·(· if ~2/~~/2Pl3' 
STD/2 WKS 12/25/20 13 

· s_ m. · 1~ i'J<l.s~ :ji' •:!!1. J2. /ZS/2Ql3 .. :' 
, · ,'"'' -~ al- At ~\ ,, · ••·• · ...... 

STD/2 WKS 12/25/2013 

~w/2~s, 
STD/2 WKS 

.. stp" ... : . · .. ··.· J!Sf 
STD/2 WKS 

· stD/2:WP::~' 
" ~ ~-~~T - ,~ )f' 1:· 

STD/2 WKS 

. ~TQl~"}fK~ 
STD/2 WKS 

·i 4bll.iltf2Ill~. 0«.rw.0!;. _ _;}; 
12/25/2013 

f2/!512l!ia'i . . 
12/25/2013 

.ttmao1~, 
12/25/2013 

li!2512bi-a" 
M"' ,,_-

12/18/2013 

PER CHRIS CHO, ACTIVATE SAMPLES 002 & 017FORPCB ON A STANDARD TURN. 

KEEP OTHER SAMPLES ON HOLD. 

REV 3 taken by melissa on 01/29/2014 01:43 

273 Franklin Road 
Randolph, NJ 07869 
Phone: 973 361 4252 
Fax: 973 989 5288 

As per lim Clabby, cancel TCL PCB for sample# 3,5,6,8,9,11,12,15,18 

Page 2 of2 

IAL is a NELAP New Jersey Accredited Lab (14751) and maintains 

certificatioJtf:~r.=J::·:j[}:jt.f':j\ l\.T~.., v~l) 6 1•~f4 Pennsylvania 
(68-00773} "-''" H'-''"' ""15"""" ~ ... ...- • .-' <UOU ''''""'-''~"' •v 



INTEGRATED ANALYTICAL LABORATORIES, LLC 

SAMPLE RECEIPT VERIFICATION 

CASE NO: E 13 12303 

COOLER TEMPERATURE: 2o- 6°C: 

COC: ~/ INCOMPLETE 
KEY 

./ = YES/NA 
~ =NO 

./ Bottles Intact 

./ no-Missing Bottles 

./ no-Extra Bottles 

./ Sufficient Sample Volume 

./ no-headspace/bubbles in VOs 

./ Labels intact/correct 

./ pH Check (exclude V0s)1 

./ Correct bottles/preservative 

./ Sufficient Holding/Prep Time 1 

~::::]Multiphasic Sample 

CJsample to be Subcontracted 
./ Chain of Custody is Clear 

I CLIENT: 

( See Chain of Custody) 
Comments 

VOA received: D Encore D IGW- Methanol 

(check one) 0Terra Core D No Preservative 

1 All samples with "Analyze Immediately" holding times will be analyzed by this laboratory past the holding time. This includes but is not limited to 

the following tests: pH, Temperature, Free Residual Chlorine, Total Residual Chlorine, Dissolved Oxygen, Sulfite. 

ADDITIONAL COMMENTS: 

/ " SAMPLE(S) VERIFIED BY: INITIAL! 'A. DATEI \1 II t!> I 
\... -yES -----1, No I CORRECTIVE ACTION REQUIRED: SEE BELOW) 

If COC is NOT clear, STOP until you get client to authorize/clarify work. 

CLIENT NOTIFIED: 
PROJECT CONTACT: 
SUBCONTRACTED LAB: 
DATE SHIPPED: 

ADDITIONAL COMMENTS: 

VERIFIED/TAKEN BY: 

YES._ _ _. Date/ Time: 

IN ITIALIL.___.::::f!::::_J' _ ___J DATE 1 ;z_jt2-Z3 
E 3-l '303 

I 

NO 

od95 ru::v u~/.:::013 



IAL Case No. 

E13-12303 

Department: GC 

TCLPCB 

" 
" 
n 

" 

I 

Laboratory Custody Chronicle 

Client JMC Environmental Consultants 

Project ARSYNCO 

Received On 12!11/2013@16:25 

Pree. Date Analvst Analr.sis Date Analrst 

12303-001 Soil 12/12/13 Archimede 12/12/13 Justyna 
-002 " 12/12/13 Archimede 12/12/13 Justyna 

-004 " 12/12/13 Archimede 12112113 Justyna 
-007 12/12/13 Archimede 12/12/13 Justyna 

-010 " 12/12113 Archimede 12/12/13 Justyna 

-013 " 12/12/13 Archimedc 12112/13 Justyna 
-014 12/12113 Archimede 12/12/13 Justyna 
-016 12/12/13 Archimede 12/12/13 Justyna 

-017 " 12/12/13 Archimede 12/12/13 Justyna 

-019 Aqueous 12/13/13 Archimcde 12/16/13 Nicole 

Page I of I 
E1.3-1.2303 '"eovE:u@ 04.24 

Integrated Analytical Labs- 273 Franklin Road, Randolph, NJ07869- (973) 36I-4252- Fax (973) 989-5288 


